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Abstract 


This  thesis  compares  the  relative  performance  of  a  CW-nullIng 
technique  versus  a  pulse-gating  technique  for  radar  cross  section  (RCS) 
measurements.  The  purpose  Is  (1)  to  provide  a  detailed  comparison  of 
these  two  systems  in  terms  of  system  noise  figure  and  system  losses,  and 
(2)  to  demonstrate  the  effectiveness  of  time-separating  the  target  area 
from  the  surrounding  chamber  when  using  the  pulse-gating  technique. 

The  pulse-gating  system  is  shown  to  have  far  superior  system  noise 
figure  characteristics  than  the  CW-nullIng  system.  Pulse-gating  has  only 
a  slightly  greater  system  loss  due  to  the  added  complexity  of  the  pulse 
modulating  and  range  gating  components.  The  combined  effect  is  that  the 
pulse-gating  technique  is  capable  of  Improving  signal -to-nolse  ratio,  thus 
increasing  the  reliability  of  making  accurate  RCS  measurements. 

It  is  also  shown  that  the  pulse-gating  system  reduces  the  effect  of 
chamber  clutter  sources.  Supporting  data  in  the  form  of  moderate 
resolution  time  domain  measurements  of  chamber  scattering  sources  is 
presented.  Supplemental  fixed  frequency  target  RCS  measurements  correlate 
with  the  time  domain  results.  For  high  RCS  targets  where  the  target 
return  is  the  dominant  chamber  scattering  mechanism,  the  systems  perform 
equally  well.  However,  when  the  target  RCS  Is  of  the  same  order  as 
chamber  clutter,  the  CW-nulling  system  yields  distorted  results  since  it 
falls  to  distinguish  between  target  and  clutter  source  return.  In 
contrast,  the  pulse-gating  system  eliminates  the  most  significant  clutter 
source  returns  and  produces  more  accurate  RCS  patterns. 


COMPARISON  OF  BACKGROUND  CHARACTERISTICS  OF  AN  RCS  MEASUREMENT 
RANGE  USING  A  CM- NULLING  TECHNIQUE  AND  A  PULSE-GATING  TECHNIQUE 


I.  Introduction  and  Background 


A.  Introduction 

In  an  effort  to  modernize  and  Increase  both  the  efficiency  and 
flexibility  of  their  radar  cross  section  (RCS)  measurement  capabilities, 
the  Air  Force  Wright  Aeronautical  Laboratories  (AFWAL)  is  constructing  a 
compact  RCS  measurement  facility  to  supplement  an  existing  far-fleld 
range.  Recall  that  a  far-field  range  requires  a  target  to  be  measured  in 
the  far-field  of  the  antenna  to  insure  a  reasonable  approximation  of 
uniform  plane  wave  illumination  on  the  target.  This  can  place  severe 
restrictions  on  the  maximum  target  size  for  a  limited  range  (indoor) 
system.  On  the  other  hand,  the  compact  range  utilizes  the  geometric 
focusing  properties  of  a  paraboloidal  reflector  antenna  to  create  a 
relatively  large  plane  wave  region  in  the  near  field  of  the  reflector. 
This  relaxes  real  estate  requirements  and  allows  larger  targets  to  be 


measured  at  higher  frequencies  since  the  plane  wave  region  is  determined 
primarily  by  the  size  of  the  reflector.  (See  Appendix  C  for  more  details 
comparing  these  two  measurement  range  designs.) 

The  instrumentation  radar  system  currently  in  use  on  the  far-field 
range  employs  CW  cancellation  techniques  to  eliminate  background  clutter 
signals  to  maximize  the  sensitivity  of  the  measurement  system.  This 
background  cancellation  is  performed  by  using  a  frequency  sensitive 
circuit  to  compensate  (or  null)  the  clutter  returns  from  the  empty 
anechoic  chamber  (chamber  with  no  target  present).  At  AFWAL  these 
cancellation  circuits  are  either  a  “feedthrough  nulling  loop"  or  a  “magic- 
tee"  balancing  arm.  After  nulling  the  chamber,  the  target  is  placed  in 
the  chamber  and  the  measured  signal  represents  the  RCS  of  the  target. 

Unfortunately,  CW-nulling  does  not  perform  well  when  target  RCS 
levels  are  on  the  same  order  of  magnitude  as  chamber  clutter  sources. 
Similarly,  it  will  not  perform  well  when  large  clutter  sources  are 
cancelled.  In  the  compact  range,  the  reflector  antenna  is  a  very  large 
clutter  source.  In  order  to  achieve  the  potential  sensitivity  benefits  of 
the  compact  range,  this  large  clutter  source  must  be  eliminated  or 
separated  from  the  target  return  signal.  A  pulse-gating  instrumentation 
radar  system  does  this  by  time-separating  the  target  area  from  the 
surrounding  chamber  environment. 

In  the  context  of  this  thesis,  a  pulse-gating  radar  is  one  which 
first  pulse  modulates  a  CW  transmitter  and  then  range  gates  the  receiver. 
The  duty  cycle  of  the  modulation  is  typically  15%  or  less.  The  range 
gating  technique  employs  a  single  adjustable  range  bin  containing  only  the 
target  area  at  an  a  priori  known  range. 


The  pulse-gating  radar  system  does  not  employ  feedthrough  nulling  or 


balancing  circuits  and  thus  has  the  flexibility  to  make  two  different 
types  of  RCS  measurements.  These  are  the  AFWAL  standard  measurement  of 
fixed  frequency  RCS  versus  aspect  angle  and  a  new  capability  of  target  RCS 
versus  frequency  for  a  fixed  aspect  angle.  This  latter  measurement  is  a 
stepped  frequency  or  time-domain  measurement  that  cannot  be  performed  with 
the  CW-nulling  system  since  it  is  a  frequency  sensitive  system. 

Thus,  improvements  in  RCS  measurements  are  needed  because:  (1)  CW- 
nulling  is  too  slow  and  inaccurate  for  low  RCS  targets,  (2)  CW-nulling  is 
incompatible  with  important  stepped  frequency  techniques,  (3)  CW-nulling 
has  insufficient  clutter  rejection  for  a  state-of-the-art  RCS  data 
acquisition  system.  By  combining  a  pulse-gating  radar  system  with  the 
compact  range,  AFWAL  will  own  a  state-of-the-art  RCS  measurement  facility 
that  is  more  accurate,  more  sensitive  and  more  flexible  than  the  present 
CW-nulling/ far- field  facility. 

B.  Background 

There  have  been  several  previous  studies  in  which  differences  between 
CW-nulling  and  pulse-gating  have  been  noted  and  discussed.  Mentzer 
(1:123)  compares  and  contrasts  these  two  systems.  He  states  that  the 
pulse-gating  system  is  capable  of  higher  signal-to-noise  ratios  because  of 
higher  possible  transmit  power.  A  reduction  in  the  amount  of  clutter  that 
the  radar  system  “sees"  is  what  permits  this  to  be  true.  Since  the  CW- 
nulling  system  illuminates  the  entire  chamber,  any  increase  in  transmitted 
power  would  serve  only  to  increase  the  return  from  the  various  chamber 
clutter  sources  as  well  as  the  target.  Thus  no  improvement  in  signal -to- 


noise  would  be  obtained  by  raising  transmit  power  In  the  CW-nullIng  case. 

Bahret  (2:26)  points  out  one  of  the  most  critical  disadvantages  of 
the  CW  nulling  method:  the  shadowing  effect  or  the  change  In  background 
Illumination  when  a  target  Is  placed  In  the  chamber.  This  Is  most 
Important  when  the  target  being  measured  Is  a  highly  forward  scattering 
shape  usually  associated  with  low  monostatic  RCS.  Blacksmith,  Hiatt,  and 
Mack  (3:918)  also  make  note  of  this  effect  In  their  classic  paper  on  RCS 
measurements. 

Recently,  Tavormlna  (4)  makes  a  distinction  between  several  different 
types  of  pulse  radar  measurement  systems.  The  first  pulse  radar  system 
uses  a  wide  bandwidth  receiver  with  a  matched  filter  requiring  many 
spectral  components.  The  other,  called  the  gated  CW  system,  uses  a  narrow 
bandwidth  (CW)  receiver  to  reject  spectral  components  except  for  the 
carrier  frequency  component.  This  method  of  detecting  pulsed  signals 
using  (essentially)  CW  receivers  has  a  theoretical  basis  and  is  discussed 
in  Peebles  as  signal  recovery  by  low-pass  filtering  (5:314).  The  pulse¬ 
gated  method  discussed  In  this  thesis  is  based  on  an  updated 
implementation  of  the  latter  technique. 

In  other  recent  work,  Whltacre  (6)  discusses  the  design  and 
development  of  a  pulse-gating  radar  system  used  at  The  Ohio  State 
University  compact  RCS  measurement  facility.  Prior  to  his  discussion  of 
the  pulse-gating  technique,  Whltacre  shows  difficulties  encountered  when 
OSU  attempted  to  cancel  the  clutter  effects  due  to  the  large  reflector 
using  the  CW-nullIng  technique.  Whltacre' s  report,  however,  primarily 
describes  the  design  factors  and  procedures  used  to  develop  the  OSU 
compact  range  facility.  His  investigation  did  not  consider  a  detailed 


si gnal /system  analysis  and  comparison  of  the  CW-nullIng  and  pulse-gating 
RCS  measurement  systems.  Walton  and  Young  (7:1222)  demonstrate  that 
typical  anecholc  chamber  clutter  sources  can  have  greater  return  signal 
amplitudes  than  a  6  Inch  sphere.  They  conclude  that  the  system 
sensitivity  limits  due  to  clutter  can  be  reduced  by  pulse- gating.  They 
further  demonstrate  that  pulse-gating  techniques  significantly  increase 
the  accuracy  of  the  RCS  acquisition  system  for  low  RCS  levels. 

It  Is  the  purpose  of  this  Investigation  to  supplement  Whltacre's 
Investigation  with  a  thorough  si gnal /system  analysis  and  comparison 
between  these  two  widely  employed  measurement  techniques.  In  Chapter  II, 
theory  relevant  to  these  systems  will  be  discussed.  Particularly,  the 
results  of  a  recent  AFIT  MS  Thesis  by  Link  (8)  will  be  shown  to  support 
the  argument  stated  by  Walton  and  Young  that  sensitivity  is  improved  by 
pulse-gating.  Then  sensitivity  or  slgnal-to-nolse  equations  for  later  use 
and  comparison  will  be  discussed.  In  Chapter  III  the  pulse-gating  and  CW- 
nulllng  systems  are  compared  based  on  the  sensitivity  equations  discussed 
in  Chapter  II.  These  equations  will  not  include  the  anecholc  chamber  as  a 
specific  contributor  of  loss,  noise  or  clutter  effects  beyond  the  R  loss 
due  to  target  range.  In  Chapter  IV  the  effect  on  the  systems  due  to  the 
chamber  and  all  the  clutter  sources  within  the  chamber  is  examined  and 
compared.  Time  domain  plots  of  the  chamber  will  show  the  relative 
amplitudes  of  various  scattering  sources.  Fixed  frequency  measurements 
will  also  be  compared  and  the  effect  of  gating  out  clutter  sources  will 
become  evident.  In  addition.  Chapter  IV  compares  and  contrasts  the  actual 
background  characteristics  of  these  two  RCS  measurement  systems.  Finally, 
Chapter  V  concludes  the  thesis  and  presents  recomnendatlons  for  future 


investigations.  It  Is  followed  by  three  Appendices.  Appendix  A  discusses 
the  underlying  theory  behind  stepped  frequency/time  domain  measurements. 
This  Appendix  is  Included  to  tutor  future  AFIT  workers  so  that  this  useful 
diagnostic  tool  can  be  implemented  on  the  AFIT  RCS  chamber.  Appendix  B 
describes  a  modified  pulse-gating  system  known  as  the  fundamental  mode 
mixing  system.  This  technique  maximizes  the  sensitivity  of  the  harmonic 
receiver  used  In  this  study.  As  noted  earlier.  Appendix  C  provides  a 
description  of  the  compact  range  and  compares  some  of  its  features  to 
those  of  the  far-field  range. 


An  Instrunentatlon  radar  system  designed  to  measure  the  RCS  of 
various  targets  Inside  an  anecholc  chamber  must  separate  the  desired 
signal  from  unwanted  clutter.  The  "clutter"  comes  from  the  multitude  of 
scatterers  within  the  anecholc  chamber.  Undesired  clutter  sources  Include 
Imperfect  (or  partially  reflective)  anecholc  chamber  sidewalls  and 
backwalls,  target/support  column  Interactions,  direct  feed-horn  antenna 
coupling,  and  so  forth.  In  order  to  make  accurate  measurements  It  is 
necessary  to  eliminate  or  cancel  as  much  of  the  clutter  as  possible.  The 
CW-nullIng  and  pulse-gating  RCS  measurement  systems  attempt  to  minimize 
this  "background  clutter"  by  using  different  techniques.  In  the  case  of 
the  CW-nullIng  system,  a  cancellation  scheme  is  used.  What  Is  cancelled 
Is,  in  terms  of  RCS,  the  RCS  of  the  empty  anechoic  chamber.  RCS,  o,  is 
defined  as 

Ec  2 

o  =lim  4ttR2_s  (2-1) 

E. 

1 

t 

where  R  is  the  target  range,  Eg  is  the  electric  field  scattered  from  the 
target,  Ei  is  the  electric  field  incident  on  the  target.  If  the  target  is 
simply  the  empty  anecholc  chamber  then 

o  =  oc  (2-2) 

Where  cMs  the  RCS  of  the  empty  chamber,  which  is  what  the  CW-nulling 


system  strives  to  cancel.  After  the  chamber  is  nulled,  the  target  of 
Interest  Is  placed  In  the  chamber  and  the  CW-nulling  system  "measures”  the 
RCS  of  the  target,  ot- 

In  actuality,  the  CW-nulling  system  does  a  very  good  job  of  nulling 
out  the  empty  chamber  RCS.  But  when  the  target  Is  Introduced  Into  the 
chamber,  the  field  distributions  change  from  those  of  the  empty  chamber 
because  of  the  presence  of  this  new  object.  This  may  range  from  an 
imperceptible  change  such  that  would  be  associated  with  the  Introduction 

of  a  highly  specular  target,  to  a  vast  alteration  of  what  was  a  with  the 

c 

Introduction  of  a  target  that  scatters  significant  energy  levels  In  the 
forward  direction.  A  good  example  of  a  highly  specular  target  Is  a  flat 
plate  whereas  an  example  of  a  high  forward  scattering  target  is  a  cone- 
sphere.  In  either  case,  it  Is  reasonable  to  expect  that  the  target 
somehow  alters  the  signal  that  represented  oc  which  was  nulled  out  by  the 
CW-nulling  system.  What  is  actually  measured  in  a  target  RCS  measurement 
is  a  superposition  of  the  actual  target  return  and  the  altered  clutter 
return.  From  Link  (8: IV- 1,23)  the  signal  received  by  the  radar  system  can 
be  written  as 

xsyt+ycej<|).  (2-3) 

Where 

<t>=  relative  phase  difference  between  y  and  y  , 
y  *  ampl 1 tude  of  target  return  si gnal ,  c  c 
y^*  amplitude  of  clutter  return  signal. 

ion  (2-1),  yt  has  associated  with  It  a  cross  section  ot»  and  y^ 


>  ."V 


has  associated  with  it  a  cross  section  a  .  Link  demonstrates  { 8: I V-3 ) 

C 

that  the  measured  cross  section  is 


om*  |x|2  *  y2  +  y2c  +  2y2y2cos <t> 


(2-4) 


Links  assumptions  (8: IV- 1,2)  leading  up  to  this  equation  are  that  y 

C 

is  a  deterministic  signal  and  that  yt  Is  a  signal  from  a  randomly 
distributed  target.  The  target  Is  considered  randomly  distributed  in  the 
sense  that  it  is  a  complex  association  of  individual  scatterers.  It  is 
assumed  here  that  this  is  a  valid  model  for  the  general  case  of  a  target 
RCS  measurement. 

Link  then  proceeds  to  derive  the  probability  distribution  function 

(pdf)  for  the  measured  cross  section,  o  ,  as  a  function  of  o  ,  o  ,  and  the 

m  me 

mean  of  ot,  5.  The  result  is  (8: IV-14) 


,  f-(o  +o  ) 

f  (o  )  =  -J-exp  — 2 — SL  I 

m  m  Ot  —0 


OlHc  f  o  >0 


(2-5) 


where  I  (x)  is  the  modified  Bessel  function  of  zero  order.  This  is  the 

o 

Nakagami-Rice  distribution  function  which  is  the  distribution  for  the 
instantaneous  amplitude  of  the  sum  of  a  constant  vector  (the  clutter  cross 

section  a  )  and  a  Rayleigh  distributed  vector  (the  target  RCS  a  ). 

c  t 

What  makes  this  distribution  function  so  remarkable  in  this  study  is 
that  as  o  tends  toward  zero,  the  pdf  becomes  Rayleigh,  which  was  the 

C 

assumed  pdf  of  the  target.  Thus  it  becomes  obvious  that  a  key  factor  in 
obtaining  accurate  RCS  measurements  of  a  given  target  is  to  decrease  by  as 
much  as  possible  the  cross  section  of  the  background  clutter  o.  This 


essentially  says  that  an  Increase  In  system  sensitivity  can  be  realized  by 
decreasing  a .  Recall  the  statement  by  Walton  and  Young  (7:1223)  "the 
sensitivity  limits  due  to  clutter  can  be  reduced  by  a  pulse  technique 
which  would  range  gate  in  real  time."  This  supports  the  supposition  that 
by  using  the  pulse-gating  technique,  the  sensitivity  of  an  RCS  measurement 
system  can  be  increased,  leading  to  more  accurate  measurements  of  a  wider 
variety  of  targets. 

As  discussed  earlier,  the  CW  nulling  system  illuminates  the  entire 
anechoic  chamber.  For  this  case,  aQ  takes  on  some  value  that  actually 
represents  the  superposition  of  the  return  signals  from  all  of  the  various 
chamber  clutter  sources.  Then,  without  being  able  to  distinguish  what  the 
clutter  source  mechanisms  are,  ac  Is  cancelled  by  the  CW-nullIng  system  to 
reach  the  deepest  null  possible.  This  null  level  then  becomes  the 
"background"  level  of  the  CW  chamber.  Blacksmith,  et  a l.,  point  out  in  a 
specific  example  that  to  measure  no  more  than  a  5 %  error  in  ot ,  the 
background  must  be  32  dB  below  the  desired  target  return  signal 
(3:907,908).  Obviously,  the  CW-nullIng  system  cannot  be  expected  to 
measure  a  target  with  an  RCS  on  the  same  order  as  the  background  simply 
because  the  CW-nulling  system  cannot  distinguish  such  a  target  from  the 
background. 

When  operating  the  pulse-gating  radar  for  measuring  target  RCS,  only 
a  fraction  of  the  anechoic  chamber  Is  seen  by  the  radar  receiver  at  any 
one  time.  In  essence,  the  radar  Is  given  some  capability  to  distinguish 
between  various  chamber  clutter  sources  through  a  time-separation  process. 
If  the  radar  can  time-separate  the  target  area  from  the  rest  of  the 
chamber  environment,  then  it  can  eliminate  scattering  sources  that  lie 


outside  of  the  range  bin.  Clutter  sources  that  may  remain  are  the  target 
support  pedestal,  absorber  cones  covering  the  sidewalls  within  the  range 
bin,  and  any  undesirable  target/ support  pedestal  interaction  that  may 
occur  when  the  target  is  placed  atop  the  pedestal.  If  these  elements 
contribute  a  smaller  ac  than  does  the  entire  chamber  (as  in  the  CW 
illumination  case),  then  an  increase  in  system  sensitivity  can  be  expected 
when  operating  pulse-gated  as  opposed  to  CW  nulling.  If  this  is  Indeed 
the  case,  then  the  background  level  for  the  pulse-gated  RCS  measurement 
system  would  be  lower  than  that  for  the  CW- nulling  RCS  measurement  system. 
Based  on  these  arguments,  the  pulse-gating  system  would  have  greater 
sensitivity  to  make  more  accurate  measurements  of  even  low  RCS  targets. 


rstem  Sensitivity  and  Noise  Figure  Considerations 


Analysis  involving  sensitivity  and  noise  figure  in  cunmiuni cation 


systems  is  rather  straightforward  and  has  been  presented  by  many  authors 


(for  instance  5,9).  From  the  radar  system  point  of  view,  RCS  Is  a 
parameter  In  the  well  known  radar  range  equation  (9:4).  In  the  radar 
range  equation,  o  Is  treated  as  a  representative  value  for  the  target  in 
question,  a  mean  or  expected  value.  In  the  typical  application  of  the 
radar  equation  the  parameter  being  sought  is  usually  the  target  range  R 
for  some  probability  of  detection  and  probability  of  false  alarm.  In  the 
instrumentation  radar  systems  being  studied  in  this  thesis,  the  range  is 
fixed  and  the  parameter  of  interest  is  the  cross  section  o.  Thus  we  can 


rearrange  the  definition  of  the  minimum  detectable  signal,  S  .  to  become 

a  min 


P  G 2X2a  . 

j  s  _t _ min 

rain  (4tt)3R4 


(2-6) 


where  Pt  =  transmitter  output  power 

G  =  transmit  antenna  gain  =  receive  antenna  gain 
X  =  wavelength 

o  .  =  minimum  measurable  RCS 

nn 

A  more  fundamental  definition  of  S  comes  from  the  consideration  of  the 

min 

noise  power  received  by  the  receiver.  This  definition  is  from  Skolnlk 
(9:19) 


s  . 

min 


=  kT  B  F 
o  n  n 


Jmin 


(2-7) 


where  k  *  Boltzmann's  constant  =  1.38  x  10“23  J/K 
T0*  standard  temperature  *  29CPK 
Bn®  receiver  effective  noise  bandwidth 
Fn=  receiver  noise  figure 

For  a  receiving  system  Including  the  receive  antenna,  transmission 
lines  and  other  components  external  to  the  actual  receiver,  equation  (2-7) 
becomes 


S  .  =  kT  B  F 

mm  o  n  s 


N 


(2-8) 


min 


Here,  F  ,  the  system  noise  figure.  Includes  these  other  components'  noise 

S 

(temperature)  effects  in  addition  to  the  receiver. 

Combining  equations  (2-8)  and  (2-6)  we  have 

s 


kT  B  F 
o  n  s 


N 


PGH2o  . 
t  min 


min 


(47f)3R‘* 


(2-9) 


Isolating  the  signal-to-noise  ratio  gives 


fo1 

N 

l  o 


Bin 


P.  G2A2o  . 
t _ min 

(47T)3kT  B  F  R“ 
o  n  s 


(2-10) 


Relaxing  the  minimum  detectable  signal  values  for  a  moment  leaves  equation 


(2-10)  In  a  form  of  the  radar  equation  quite  suitable  for  a  systems 
performance  analysis.  Peebles  (5:465)  calls  a  similar  equation  a  system 
sensitivity  equation. 


N 


o 


PtG2A2c 

(4w)3kT  BFR4 
o  n  s 


(2-11) 


This  will  be  the  equation  that  will  be  used  to  compare  the  CW-nulling  and 
pulse-gated  RCS  measurement  systems  in  Chapter  III.  Of  the  various 
parameters  in  equation  (2-11),  the  one  that  will  be  of  most  interest  will 
be  the  noise  figure,  F  . 

The  system  noise  figure  is  derived  from  physical  arguments  regarding 
the  effective  noise  “temperature1'  of  an  entire  receiving  system.  To 
begin,  consider  the  effective  noise  temperature  of  the  receiver  which  is 
rel  ated  to  the  noi  se  f i  gure ,  Fgl  as 

T=  ■  (F„-»To  <2-‘ 

where  Te  is  the  effective  noise  temperature  of  the  receiver.  Ety 
convention,  antennas  are  treated  separately.  A  parameter  called  the 
system  noise  temperature  is  defined  to  account  for  the  effects  of  an 
antenna  coupling  external  noise  into  the  receiver.  It  is  defined  as 

Ts  ■  T,  ♦  Te  ■  Ta  *  <F„-l>T0  <2-13> 

where  Ts  is  the  system  noise  temperature  and  T  is  the  antenna  noise 

3 

temperature.  Finally,  the  system  noise  figure  is  defined  as 

T  T  +  T  T 

F o-t3-  -  ~ t  6  =t§’+(F-1)  (2-14) 


Vw-*  V^V > V  " 


which  shows  how  F  Is  related  to  F  . 

s  n 

Realistically,  a  receiver  cannot  be  connected  directly  to  the 
terminals  of  an  antenna  and  must,  at  least,  have  some  intervening 
transmission  line  cables  or  waveguide.  In  most  cases  there  are  even  other 
components  that  lie  in  the  signal  path  between  the  antenna  and  receiver. 

To  account  for  the  effect  on  the  noise  figure  of  these  additional 
components  the  noise  figure,  Fn,  In  equation  (2-14)  is  replaced  with  the 

effective  noise  figure  of  cascaded  networks,  F  .  Skolnik  shows  F  to  be 

*  o  o 


F2-l  Fj-1  F„-l 

F”  1*  G1  +  G1G2  ‘  •"  +GlVVl 


(2-15) 


where  V ^  and  G1  are  the  noise  figure  and  gain  of  the  first  component 
encountered  in  the  signal  path  (from  antenna  to  receiver)  and  so  on 
(9:345).  Thus,  equation  (2-14)  becomes 


T  + 


(2-16) 


and  this  will  be  the  equation  used  to  calculate  system  noise  figure's  In 
the  next  chapter. 

Equation  (2-11)  can  be  modified  to  include  losses  In  the  transmit 
circuitry  by  adding  a  loss  term,  Lt  to  the  denominator  of  equation  (2-11) 


PtG2A2o 

(4tt)31<T  B  F  L  R4 
o  n  s  t 


(2-17) 


Mote  that  this  loss  term  Is  only  for  components  In  the  transmit  circuit 
and  one  should  avoid  the  temptation  to  include  receive  circuit  loss  values 
in  this  term.  Receive  circuit  losses  have  already  been  accounted  for  in 


the  system  noise  figure,  F 


In  the  following  chapter,  equations  (2-11)  and  (2-17)  will  be  used  to 
compare  the  CW-nullIng  and  pulse-gating  RCS  measurement  systems.  More 
specifically,  the  factors  Fs  and  Lt  In  the  equations  will  be  compared 
since  actually  plugging  values  Into  these  equations  gives  misleading 
results.  It  will  be  shown  that  P  for  the  pulse-gating  system  Is  far  less 
than  Ptfor  CW-nullIng  due  to  the  pulse  modulation  effects.  It  is  entirely 
possible  to  recover  this  loss  of  power  merely  by  raising  the  RF  source 
power  output.  As  noted  by  Mentzer,  this  can  result  In  Improved  S/N 
characteristics  for  the  pulse-gating  system  but  not  for  the  CW-nullIng 
system  (1:123).  This  Is  because  neither  of  equations  (2-11)  or  (2-15) 
account  for  the  multitude  of  clutter  sources  which  exist  within  the 
anecholc  chamber.  Therefore  the  chamber  can  only  be  idealized  In  these 
equations  and  only  the  loss  due  to  target  range  (R'4)  is  included  in  them. 
The  effects  on  the  two  systems  of  the  chamber  clutter  sources  is  taken  up 
in  Chapter  IV. 


In  this  chapter  the  CW-nulling  and  pulse-gated  RCS  measurement 
systems  will  be  compared  on  the  basis  of  signal -to-noise  ratio  ( S/N )  and 
sensitivity  calculations.  Initially,  these  calculations  will  be  based  on 
idealized  models  and  will  then  be  modified  to  account  for  more  realistic 
models  including  component  losses  and  noise  figures.  Note  that  in  this 
chapter  no  consideration  will  be  given  to  the  anechoic  chamber 
transmission  medium.  Although  it  is  certainly  true  that  the  transmission 
medium  is  a  necessary  part  of  the  overall  communication  system  for 
analysis  purposes,  analysis  of  the  chamber  and  the  resultant  background 
characteristics  will  be  postponed  until  the  next  chapter.  The 
transmission  medium  is  thus  idealized.  It  is  felt  that  by  first  looking 
only  at  the  hardware  components  of  the  two  systems,  an  idea  of  the 
relative  complexities  and  S/N  characteristics  can  be  obtained. 

A  block  diagram  of  a  generalized  instrumentation  radar  system  and 
far-field  anechoic  chamber  arrangement  is  shown  in  figure  3.1.  In  the 
large  component  block  would  be  located  either  the  CW-nulling  loop  or  the 
pulse-gating  units  and  the  pulse-gating  control  equipment. 

The  system  components  common  to  both  systems  and  a  short  synopsis  of 
RCS  measurement  procedures  are  described  as  follows.  The  RF  source  is  a 
Watki ns-Johnson  (WJ)  1250A  microwave  synthesizer.  The  receiver  is  a 
Scientific-Atlanta  (SA)  1750  phase-amplitude  receiver.  The  azimuth  angles 
of  the  target  positioner  are  fed  to  an  SA  digital  position  display.  For 
fixed  frequency  measurements  the  data  is  collected  as  the  target 
continuously  rotates.  When  data  has  been  collected  over  all  aspect  angles 


Figure  3.1  Simplified  Diagram  of  a  Far-Fleld  Chamber  With  Generic  RCS 

Measurement  System 


Figure  3.2  Simplified  Diagram  of  CW-NullIng  System 
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of  Interest  the  target  is  turned  to  the  point  of  highest  RCS.  The  data  is 
then  "linearized"  by  adjusting  a  precision  attenuator  through  5  dB  steps 
of  increasing  attenuation.  Normally  this  linearization  takes  place  over  a 
60  dB  range,  equivalent  to  the  dynamic  range  of  the  SA  1750  receiver. 

Once  the  target  RCS  data  has  been  linearized  a  calibration  target  of  known 
cross  section  (an  8  inch  sphere  of  -14.9  dBsm  cross  section)  Is  placed  in 
the  chamber  and  measured.  This  adjusts  the  linearized  levels  of  target 
RCS  data  relative  to  the  known  calibration  target.  Once  these  calibration 
steps  are  complete  the  system  yields  calibrated  RCS  data  versus  azimuth 
angle  of  the  target. 

A.  Idealized  CW-Nulling  System 

The  CW-nullIng  system  utilizes  the  "nulling  loop"  of  figure  3.2.  At 
point  'A'  a  portion  of  the  transmit  signal  is  diverted  through  two 
precision  waveguide  attenuators  and  a  precision  waveguide  phase  shifter. 

In  the  absence  of  a  target,  the  only  signal  entering  the  receive  antenna 
is  that  due  to  clutter  sources  in  the  chamber.  At  point  B  this 
"background  signal"  is  combined  with  the  signal  from  the  nulling  loop. 

The  nulling  loop  phase  shifter  and  attenuators  are  then  adjusted  so  that 
the  signal  is  equal  in  amplitude  but  opposite  in  phase  to  the  background 
signal,  hence  cancelling  the  background  signal  in  the  remainder  of  the 
receive  circuitry.  In  this  manner  the  signal  level  in  the  receiver  Is 
reduced  to  the  lowest  possible  level,  the  noise  level  of  the  SA  1750 
recei ver. 
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Note  also  that  a  small  portion  of  the  transmit  signal  is  diverted 
from  the  system  at  point  C.  This  signal  is  used  as  the  phase  reference 
signal  In  the  receiver.  Once  the  receiver  is  phase-locked  to  this  signal, 
highly  accurate  amplitude  and  phase  measurements  can  be  made  on  this 
system. 

In  the  following  analysis  the  system  will  be  considered  ideal  In  that 
all  waveguide  and  transmission  cables  are  assumed  lossless  and  noiseless. 
The  antennas  are  assumed  to  contribute  no  noise  to  the  system  and  the 
nulling  loop  is  assumed  to  be  capable  of  cancelling  any  background  signal. 
Thus  In  the  idealized  CW-nullIng  case  the  entire  system  noise  is  dominated 
by  the  receiver  and  its  inherent  noise  figure. 

The  noise  figure  of  the  receiver  can  be  calculated  from  receiver 
specifications  and  equation  (2-7),  the  minimum  detectable  signal.  This 
was  given  as 


S  . 
min 


kT  B  F 
o  n  n 


min 


(3-1) 


According  to  manufacturer  specifications  (10,11)  the  sensitivity  of  the  SA 
1750  is  defined  for  a  minimum  S/N  of  1  or  0  dB.  For  the  specific  case  of 
X-band  operation  the  SA  1750  receiver  sensitivity  is  listed  as  -110  dBm 
(10),  thus 


-110  dBm  =  10  log(kTQ)  +  10  log(Bn)  +  10  log(F  )  (3-2) 


Since 


kT 


1.38  x  10 


-2  3 


( 290°K)  =  4  x  10"23 
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10  log(kTo)  =  -204  dBW  =  -174  dBm 

This  leaves 

10  log(B  )  +  10  log(F  )  =  64  dB  (3-3) 

From  (11),  B  s  15  kHz  or  10  log(B  )  =  41.8  dB.  Substituting  this  last 

n  a 

value  Into  equation  (3-3)  leaves  10  1 og ( F  )  =  22.2  dB  as  the  receiver 

n 

noise  figure.  This  may  seem  like  a  rather  large  value  for  this  receiver's 
noise  figure  but  the  SA  1750  has  several  mixing,  pre-amplifi cation  and 
filtering  stages.  Thus  the  22.2  dB  noise  figure  covers  all  these  Internal 
functions.  Also,  for  purposes  of  system  comparisons.  It  is  not  so 
critical  that  this  value  be  absolutely  correct,  for  It  will  be  used 
whenever  the  receiver  noise  figure  is  needed  In  future  comparison 
cal cul ati ons . 

The  signal  power  transmitted  is  linearly  related  to  the  amount  of 
signal  power  received  by  the  RCS  measurement  system.  To  get  an  idea  of 
the  signal  power  transmitted  by  the  CW-nullIng  system  some  nominal  values 
for  RF  source  power  output  will  be  used.  Specifically,  the  X-band  output 
power  is  nominally  20  mW.  The  directional  coupler  at  point  C  has  a  value 
of  16  dB.  Hence  .5  mW  is  diverted  into  the  phase  reference  channel 
leaving  19.5  nM  in  the  signal  channel.  The  directional  coupler  at  A  is  a 
3  dB  coupler  so  9.75  mW  is  diverted  through  the  nulling  loop  and  9.75  mW 
to  the  antenna  for  target  Illumination. 


If  a  spectrum  analyzer  Is  placed  in  the  circuit  at  points  A  and  C, 
all  that  would  be  seen  would  be  the  single  frequency  CU  signal  weighted  by 
the  coupling  at  each  directional  coupler.  At  point  B  the  single  spectral 
line  would  be  weighted  by  the  RCS  of  the  target  and  loss  due  to  the  target 
range.  In  other  words,  all  signal  power  is  contained  in  the  transmitted 
carrier  frequency.  This  certainly  is  not  a  surprising  fact  for  a  CW 
system. 

At  the  receive  antenna,  the  signal  reflected  from  the  target  will 
appear.  At  point  B,  the  signal  is  combined  with  the  clutter  compensating 
signal  from  the  nulling  loop.  In  the  ideal  case,  this  will  not  affect  the 
signal  reflected  from  the  target.  So  the  receiver  sees  the  9.75  mU 
transmitted  signal  weighted  by  the  RCS  of  the  target  and  loss  due  to  the 
target  range. 

Quickly  summarizing  what  has  been  discussed  to  this  point  In  the 
analysis,  the  CW-nulling  system  in  the  ideal  case  has  a  receiver  noise 
figure  of  22.2  dB.  For  such  a  large  receiver  noise  figure  the  system 
noise  figure  will  be  relatively  unchanged  and  is  taken  to  be  22.2  dB  from 
equation  (2-14)  (since  the  antennas  contribute  no  noise  in  the  ideal  case, 
Ta  =0).  The  signal-to-noise  equation  becomes 

s)  PtGVo 

N  0  ~  (4rr)3kT  B  F  R4  (3~4) 

o  n  n 

For  the  X-band  system  the  average  gain  of  each  horn  antenna  is 
approximately  21  dB.  If  we  take  the  operating  frequency  as  9.5  GHz 
(A  *  .0316  m),  then  at  a  range  of  45  feet  (  R  =  13.72  m)  the  signal-to- 
roise  equation  becomes 


This  equation  defines  a  relative  valu.  of  the  sensitivity  of  the  CW- 
nulllng  system. 


B.  Idealized  Pulse-Gated  System 

A  block  diagram  of  the  Idealized  pulse-gated  RCS  measurement  system 
is  shown  in  figure  3.3.  In  place  of  the  nulling  loop  of  figure  3.2  are 
the  transmit  and  receive  pulse-gating  units  shown  in  figure  3.4.  All 
other  system  components  are  the  same. 

The  fact  that  a  receiver  with  an  effective  first  IF  bandwidth  of 
15  kHz  is  being  used  to  detect  low  duty  cycle  pulsed  RF  signals  with  20  to 
30  nanosecond  (nsec)  pulsewldths  may  cause  some  readers  to  question  the 
capability  of  the  pulse-gated  system  to  make  RCS  measurements.  As  was 
mentioned  in  chapter  II,  this  sort  of  detection  had  a  theoretical  basis 
(5:314),  but  to  illustrate  the  process  an  imaginary  spectrum  analyzer  will 
be  placed  at  certain  points  In  the  block  diagram  of  figure  3.3.  Again  the 
operating  frequency  will  be  assumed  to  be  9.5  GHz. 

At  point  'a'  the  16  dB  directional  coupler  diverts  .5  mW  to  the  phase 
reference  channel  of  the  receiver.  The  remaining  19.5  fflW  are  applied  to 
the  transmit  pulse-gate.  The  spectrum  at  point  'a'  is  shown  in  figure 
3.5a. 


As  the  CW  signal  Is  passed  through  the  pulse-gate  a  transformation 
occurs  in  the  frequency  spectrum.  At  point  ' b'  the  Fourier  series 
coefficient  magnitude  spectrum  would  be  visible  as  shown  in  figure  3.5b. 
The  Initial  effect  of  the  gating  is  to  lower  the  RF  power  that  passes 


Figure  3.3  Simplified  Diagram  of  Pulse-Gating  System 


a)  Transmit  pulse-gating  unit 


b)  Receive  pulse-gating  unit 


(1)  Innowave  6-12  GHz  Isolators 

(2)  General  Microwave  F192  Nonref lective  Switch 

(3)  Narda  8-18  GHz,  40dB  solid  state  amplifier 


Figure  3.4  Block  Diagram  of  Pulse-Gating  Units 
(Note  Low  Noise  Amplifier  in  Receive  Gate  Unit) 


Frequency  Spectra  at  Points  Highlighted  in  Figure  3.3  and  Figure  3.6 


through  the  gates  by  the  duty  cycle, T  /T.  Additionally,  the  power  that 
passes  through  the  switch  Is  spread  over  the  spectrum  of  figure  3.5b. 
Peebles  (5:15)  gives  the  complex  Fourier  Series  representatl on  of  a  signal 
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(3-6) 


where  f(t)  Is  the  time  domain  representation  of  the  gating  signal,  C  Is 

n 

the  Fourier  series  coefficient  and  T  Is  the  period  of  the  gating  signal. 


C  is  defined  as 

n 


£. 

Cn  =  ^  f(t)  exp dt 


(3-7) 


In  the  case  of  an  ideal  rectangular  pulse  Cn  is  just  the  (sin  x)/x 
envelope  of  figure  3.5b  In  which  the  spectral  lines  are  separated  by  1/T, 
the  pulse  repetition  frequency  (prf)  of  the  gating  signal.  For  the 
desired  central  component  of  the  spectrum,  the  amplitude  of  the 
coefficient  Is  proportional  to  the  duty  cycle,  tt/T 
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Where  x^T  is  the  duty  cycle  of  the  gating  signal  and  tJs  the  pulsewidth 
of  the  transmit  pulse-gate.  The  power  contained  in  this  component  is 
(5:22)  |Cq ) 2  ~  (xt/T)2  .  Thus  the  power  in  the  central  component  is  now 


P,  ~  T/T  P 
b  t  a 


(3-9) 
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where  Pa  Is  the  power  at  point  'a1  In  figure  3.3  and  Pb  is  the  power  at 
point  ' b 1 .  Recalling  that  was  19.5  mW  and  using  a  typical  value  for 
t  /T  of  .15  gives  P.  =  .066  mW  (proportionality  constant  taken  to  be 
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unity).  So  in  this  case  Pt,  the  transmitted  power,  is  .066  mW. 

After  illuminating  the  target  and  returning  to  the  point  ' c '  in 
figure  3.3,  the  spectrum  would  be  the  same  shape  as  in  figure  3.5b  but 
would  be  weighted  by  the  RCS  of  the  target  and  target  range  attenuation. 
This  spectrum  is  shown  in  figure  3.5c,  (this  is  a  conceptual  sketch,  many 
real  targets  may  distort  the  envelope  by  emphasizing  or  de-emphasizing 
certain  spectral  components). 

The  signal  now  passes  through  the  receiver  pulse-gate  to  point  'd‘. 
Again,  the  power  in  the  central  component  is  distributed  in  a  Fourier 
coefficient  spectrum.  In  general,  the  receive  pulse-gate  is  narrrower 
than  the  transmit  pulse-gate  for  reasons  outlined  by  Whitacre  (6:56). 

Since  the  receive  gate  "fits  inside"  the  transmit  gate,  the  Initial  effect 
would  be  to  lose  only  an  amount  of  power  determined  by  the  ratio  of 
receive  gate  duty  cycle  to  transmit  gate  duty  cycle  or 


Power  loss  due  to  gating  = 


Xr/T 

Tt/T 


(3-10) 


where  xris  the  pulsewidth  of  the  receive  pulse-gate.  The  power  in  the 
central  component  due  to  spreading  is  again  proportional  to  ( \/T)  . 
Including  the  signal  gain  due  to  the  amplifier  in  the  receive  pulse-gate 
unit  (figure  3.4)  the  composite  result  is 


Pd  ~  10,000 


(3-11) 


where  P  =  (.066  mW)a  •  If  Tr/T  is  taken  to  be  .12,  t  /T  =  .8  and 

C  *  t 

Pd  *  (7.6  mW)o  (proportionality  constant  again  taken  as  unity).  This 


states  that  in  the  pulse-gating  case,  the  power  transmitted  in  the  desired 
spectral  component  is  effectively  7.6  mW.  Note  that  the  gain  of  the  solid 
state  amplifier  has  been  included  at  this  point.  This  gain  figure  will  be 
taken  out  later  and  used  to  calculate  the  noise  figure  of  the  pulse-gating 
system.  When  this  is  done  the  effective  transmitted  power  will  be  reduced 
by  the  factor  of  10,000  (40  dB)  to  760  nW. 

The  spectrum  at  point  ' d'  is  shown  in  figure  3.5d.  It  is  more 
complicated  than  (sin  x)/x  because  of  the  differences  in  the  pulsewidth's 
of  the  two  pulse-gates.  At  this  point  the  signal  enters  the  actual 
receiver,  a  simplified  block  diagram  of  which  is  shown  in  figure  3.6. 

The  first  step  in  the  receiver  is  a  mixing  and  down  conversion  of  the 
signal  to  45  MHz,  the  spectrum  of  which  Is  shown  in  figure  3.5e.  The  IF 
signal  Is  then  amplified  and  filtered  to  emphasize  the  45  MHz  component, 
as  shown  in  the  spectrum  of  figure  3.5f.  Note  that  the  desired  component 
at  45  MHz  has  been  emphasized  while  all  other  components  have  been 
attenuated.  This  is  due  to  the  15  kHz  bandwidth  of  this  first  IF  filter 
and  the  fact  that  the  nearest  component  is  separated  from  45  MHz  by  the 
prf  of  the  gating  signal,  typically  3  to  5  MHz.  The  signal  is  then  mixed 
and  down  converted  to  1kHz  and  passed  through  another  frequency  selective 
IF  amplifier,  which  rejects  all  but  the  desired  signal  component.  Thus, 
the  final  signal  is  just  the  central  spectral  component.  One  may  observe 
that  this  signal  processing  scheme  is  very  closely  related  to  signal 
recovery  by  low  pass  filtering  in  a  pulse  amplitude  modulation  system  as 
described  in  Peebles  (5:314). 

We  could  now  return  to  the  illustrative  analysis  and  apply  equation 
(3-4)  to  the  pulse-gating  system.  The  noise  figure  for  this  system  is 


Figure  3.6  Simplified  Block  Diagram  of  SA  1750  Receiver 


dominated  by  the  low  noise  amplifier  in  the  front  end  of  the  receiving 
circuitry.  Applying  equation  (2-15)  and  inserting  the  values  for  F1 ,  Gx 
and  F2  (8  dB  *  6.31,  40  dB  =  10,000  and  22.2  dB  =  165.96  respectively) 
gives 

F  =  6.326  =  8.01  dB  (3-12) 

o 

and  since  in  the  ideal  case,  T  =  0, 

a 

Fg  =  5.326  =  7.26  dB  (3-13) 

As  mentioned  earlier,  the  transmitted  power  is  now  760  nW  due  to  the  pulse 
modulation  effects.  Carrying  through  a  calculation  using  equation  (3-4) 
gives  the  result  of 

(sl  ptG2X2a 

(nJo  (4ir)3kT  B  F  R*  ~  (535.3)0  (3-14) 

o  n  s 

which  is  rather  misleading  in  comparison  to  equation  (3-5).  Recall  that 
in  the  pulse-gating  system,  can  be  increased  without  affecting  the 
clutter  signal  return  power.  Thus  if  the  RF  source  power  output  is 
increased  by  some  means  (using  a  more  powerful  source  or  using  a  linear 
amplifier)  this  value  for  the  pulse-gating  system  sensitivity  can  be 
restored  to  something  more  on  the  order  of  equation  (3-5).  The  real 
difference  in  these  systems  is  in  the  noise  figure,  F  .  For  the  ideal 

S 

CW-nulling  system,  F  =  22.2  dB,  far  more  than  what  is  calculated  above 

S 

for  the  ideal  pulse-gating  system 

Some  readers  may  initially  think  that  this  has  been  a  comparison  of 
apples  to  oranges.  It  may  seem  that  the  results  have  been  stacked  against 
the  CW-nulling  system  by  placing  a  low  noise  amplifier  in  the  front  end  of 


the  receiving  end  of  the  pulse-gating  system.  Obviously,  placing  this 
same  amplifier  in  the  front  end  of  the  CW-nulling  system  would  give  the 
same  noise  figure  result  calculated  above  for  the  ideal  pulse-gating 
system.  However,  for  the  same  reason  that  rendered  it  impractical  to 
increase  P  in  the  CW-nulling  case  to  increase  S/N,  it  is  not  feasible  to 
place  an  amplifier  in  the  front  end  of  the  CW-nulling  system  and  expect  to 
improve  the  S/N.  This  is  simply  because  all  clutter  return  signals  will 
be  amplified  by  the  same  amount  as  the  target  return  signal,  and  no  real 
increase  in  S/N  will  be  obtained.  In  other  words,  the  sensitivity  of  the 
CW-nulling  system  is  "fixed"  to  a  certain  value  while  that  of  the  pulse- 
gating  system  is  more  flexible.  This  is  why  looking  at  just  the  hardware 
systems  through  equations  (3-5)  or  (3-14)  is  misleading.  Upon  examination 
of  the  time  and  frequency  domain  measurements  In  Chapter  IV,  the  reader 
will  see  that  in  spite  of  the  vast  differences  in  sensitivity  predicted 
through  equations  (3-5)  and  (3-14),  the  pulse-gating  system  is  most 
certainly  capable  of  out  performing  the  CW-nulling  system. 


C.  Modification  of  Idealized  CW-Nulling  System 

In  Chapter  II,  equation  (2-11)  was  modified  to  include  loss  effects 
by  including  a  loss  term  in  the  denominator.  This  became  equation  (2-15). 
As  stated  before,  the  chamber  (or  transmission  medium)  is  idealized,  hence 
L^only  occurs  from  transmission  line  and  component  losses.  The  modified 
equation  is  repeated  here 


S)  _  PtG2x2o 

.Nj°“  ( 4  t;) 3 kT  B  F  L  R4 
o  n  s  t 


(3-15) 


In  figure  3.7  the  CW-nulling  system  block  diagram  is  shown  with 
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Figure  3.7  Detailed  Diagram  of  CW-NullIng  System 


specific  component  types  identified.  Approximately  three  feet  of  semi¬ 
rigid  coaxial  cable  leads  from  the  coaxial  directional  coupler  to  the 
RG  214U  double  shielded  coax.  Roughly  two  feet  of  this  cable  is  then 
connected  to  the  waveguide  adapter.  The  semi-rigid  coax  and  directional 
coupler  are  physically  located  inside  an  RF  shielded  enclosure  along  with 
the  WJ  1250A.  Several  adapters  are  used  to  convert  from  one  type  of  coax 
to  the  other.  With  the  number  of  adapters  used,  the  two  sections  of  coax 
and  a  90°  bend,  the  loss  in  this  coaxial  section  of  the  system  is 
relatively  high.  A  combination  of  insertion  loss  measurements  and 
estimation  indicate  that  a  loss  of  about  4  dB  occurs  in  this  section. 

This  Is  Lt  for  the  CW- nulling  system  (the  directional  coupler's  3  dB 
coupling  loss  is  still  assuned  Ideal  and  Is  not  Included  as  a  loss). 

On  the  receiver  side,  we  will  start  out  with  an  assumption  that  the 
antenna  noise  temperature  is  100°K,  just  over  one-third  the  ambient  level 
of  290 °K.  This  is  a  rather  low  value  for  antenna  noise  temperature  and  is 
chosen  from  consideration  of  antenna  noise  temperatures  for  antennas  in 
more  normal,  outdoor  environments  (13).  It  may  be  that  for  an  Indoor 
anechoic  chamber  antenna,  T  would  be  even  less  than  100° K,  but  this  value 

a 

is  chosen  merely  for  the  sake  of  comparison. 

If  the  WG-90  waveguide  is  assuned  lossless  then  the  first  lossy 
components  encountered  are  the  calibration  attenuator  and  its  two 
surrounding  isolators.  The  attenuator  has  a  residual  insertion  loss  of 
1  dB  when  In  the  normal  operating  setting  (14:40)  and  each  isolator 
specification  plate  gives  an  insertion  loss  value  of  1  dB.  The  length  of 
RG  214U  cable  extending  from  the  harmonic  mixer  to  the  signal  channel 
input  of  the  SA  1750  is  approximately  20  feet.  Although  this  particular 


cable  was  never  measured  for  Insertion  loss,  a  value  of  3  dB  will  be 
assigned  to  It.  Conversion  loss  In  the  harmonic  mixer  Is  already 
accounted  for  in  the  sensitivity  of  the  receiver  in  the  operating  band. 
Manufacturer  specifications  show  a  5  dB  decrease  In  sensitivity  each  time 
the  operating  frequency  doubles  from  the  fundamental  (10),  (see  also  Table 
B.l  in  Appendix  B  of  this  thesis). 

Thus  we  have  Ta  =  100°  K,  lt  =  4  dB,  Fx  -  6  dB,  and  F2  *  22.2  dB. 
Applying  equation  (2-15)  to  find  Fq  gives 

V1 

F  =  F.  +  — —  =  3.98  +  3.98(165.96  -  1)  -  660.52  =  28.2  dB  (3-16) 

0  1  1/FX 

So  F  will  be 

S 

T 

F  =  =£  +  (F  -1)  =  659.9  =  28.2  dB  (3-17) 

s  T  o 
o 

Substituting  these  values  for  Fg  and  l_t  Into  equation  (3-15)  gives 

=  (22.08  x  103)o  (3-18) 


Note  that  is  only  4  dB  while  F  is  increased  to  28.2  dB. 

t  s 

D.  Modification  of  Idealized  Pulse-Gated  System 

The  modified  block  diagram  of  the  pulse-gated  system  is  shown  in 
figure  3.8.  As  in  the  Idealized  case  the  major  difference  is  the 
replacement  of  the  nulling  loop  with  the  transmit  and  receive  pulse-gating 
units  of  figure  3.4.  Figure  3.8  also  shows  the  pulse-gating  control 
uni  ts . 

Insertion  loss  measurements  on  the  transmit  pulse-gate  box  indicate 


Figure  3.8  Detailed  Diagram  of  Pulse-Gating  System 


that  roughly  5  dB  loss  occurs  when  the  switches  are  held  open.  A  fair 
amount  of  this  could  be  accounted  for  by  the  two  Isolators,  several  OSM 
adapters  and  chassis  mounts  and  two  tight,  semi-rigid  coax  bends  needed  to 
fit  the  components  in  the  RF  shielded  containers.  Although  actually 
measured  at  9.37  GHz,  a  value  of  5  dB  will  be  used  as  the  Insertion  loss 
at  9.5  GHz.  This  will  include  a  1  dB  loss  for  each  Isolator  and  3  dB  for 
the  open  switch  (see  Figure  3.4).  Thus  the  transmit  pulse-gating  unit 
account  for  an  addition  of  5  dB  to  Lt  from  the  CW-nulling  case. 

As  seen  in  Figure  3.4,  the  receive  pulse-gate  unit  contains  the  low 
noise,  solid  state  amplifier  which  provides  40  dB  gain  to  the  Incoming 
test  signals.  Manufacturer  specification  sheets  list  a  maximum  noise 
figure  of  8  dB  for  this  amplifier.  Since  the  amplifier  follows  the  first 
isolator  and  precedes  the  remainder  of  the  circuitry,  the  switch,  the 
second  isolator,  calibration  attenuator  and  Isolators,  and  the  length  of 
RG  214U  cable  will  be  combined  into  a  loss  factor  of  10  dB.  Applying 
equation  (2-15)  gives  for  the  cascaded  noise  figure 

F  =  8.16  =  9.12  dB  (3-19) 

o 

With  T  *  100° K  assumed,  this  gives  for  F  , 

a  s 

100° 

Fs  =  +  (8.16  -  1)  =  7.5  =  8.75  dB  (3-20) 

Thus,  for  the  pulse-gating  system,  l  =  9  dB  and  F  =8.75  dB. 

t  s 

Comparing  results  with  section  C,  we  see  that  has  increased  by  5  dB  but 
Fg  has  been  Improved  by  over  19  dB.  This  gives  a  net  noise  figure/loss 
Improvement  of  14.5  dB  when  operating  the  pulse-gating  system  Instead  of 


the  CW-nulling  system.  Note  that  If  the  actual  values  are  substituted 
into  equation  (3-15)  these  Improvements  would  be  masked  by  the  decrease  in 


transmitted  power  Pt»  However,  the  arguments  given  at  the  end  of  section 
B  apply  to  these  modified  systems  as  well ,  so  this  calculation  will  not  be 
presented  here. 

E.  Additional  Comments  and  Comparisons 

In  the  preceding  sections  the  CW-nulling  and  pulse-gated  systems  were 
analyzed  using  sensitivity  or  S/N  equations.  Although  these  equations  are 
well  known  and  widely  used,  they  can  never  precisely  predict  an  actual 
system's  performance.  This  is  because  not  every  significant  loss  term  in 
equation  (3-15)  has  been  found  and  included.  For  instance  in  the  CW- 
nulling  case  it  was  assumed  that  the  directional  coupler  at  point  B  in 
figure  3.2  was  ideal  and  presented  no  additional  loss  term.  It  was  also 
rather  bold  to  assume  that  the  nulling  loop  could  compensate  or  null  down 
to  the  actual  receiver  noise  level.  In  this  section  some  of  the  practical 
lab  experiences  will  be  discussed  so  that  the  reader  is  given  a  better 
idea  of  how  these  systems  compare  in  actual  operation. 

The  method  used  to  check  the  depth  of  a  null  or  the  magnitude  of  the 
background  signal  is  rather  straightforward.  In  the  case  of  CW-nulling 
the  chamber  is  first  nulled  as  best  possible  and  that  level  marked  on  the 
chart  recorder.  Then  the  8  inch  diameter  sphere  is  mounted  and  the  system 
response  to  -14.9  dBsm  is  noted.  The  sphere  is  then  removed  and  the 
system  response  is  examined  for  two  things:  (1)  -  did  the  response  return 
to  the  same  level  as  recorded  before  mounting  the  sphere  and  (2)  -  how  far 
below  the  sphere  did  the  system  respond?  If  in  the  first  instance  the 


answer  was  no,  then  the  system  was  re-nulled  and  the  procedure  repeated. 

In  the  second  Instance  the  response  was  noted  and  called  the  background 
level  for  that  measurement.  When  the  pulse-gated  system  was  operating  the 
procedure  was  the  same  except  there  was  no  nulling  process. 

Typical  results  of  this  simple  procedure  during  this  Investigation 
give  us  a  better  Idea  of  how  the  systems  compare  In  actuality.  Not 
surprisingly,  the  difference  between  the  achievable  background  levels  for 
each  radar  system  change  on  an  hourly  basis  due  to  the  CW-nulling  systems 
null  level  instability.  Typically,  the  differences  between  background 
levels  for  the  two  systems  are  In  the  7  to  10  dB  range  In  favor  of  the  CW- 
nulling  system  (l.e.,  -75dBsm  CW  background  to  -62  dBsm  pulsed  background 
for  a  difference  of  8  dB  In  favor  of  CW-nulling).  It  should  be  noted 
however,  that  the  pulse-gating  system  consistently  holds  its  null  level 
for  longer  periods  of  time  than  does  the  CW-nulling  system.  When  taking  a 
series  of  measurements  with  the  CW-nulling  system  it  is  necessary  to  re¬ 
null  the  chamber  after  each  measurement.  Obviously  this  is  never  the  case 
with  pulse-gating  since  there  are  no  nulling  components.  This  stability 
factor  has  a  tendency  to  expedite  the  measurement  process  when  using  the 
pulse-gating  system.  Changes  In  background  levels  of  the  pulse-gating 
system  were  usually  accompanied  by  a  change  in  weather  conditions  or 
vibrations  due  to  building  construction.  Either  of  these  conditions  would 
make  it  necessary  to  abandon  further  measurements  until  conditions  were 
back  to  normal.  These  stability  concerns  cannot  be  modelled  by  equation 
(3-15). 

Another  effect  that  cannot  be  taken  into  account  in  equation  (3-15) 
is  that  which  electromagnetic  interference  (EMI)  has  on  a  system  such  as 


these.  In  the  case  of  CW-nulling  It  Is  quite  easy  to  compensate  for  any 
interfering  signal,  such  as  a  signal  directly  coupling  from  the 
transmitter  to  waveguide  joints  in  the  receive  circuit.  It  just  becomes  a 
part  of  the  background  signal  that  must  be  cancelled. 

The  effects  of  EMI  on  the  pulse- gated  system  are  quite  another 
matter.  Since  no  clutter  compensation  is  used  extreme  care  must  be  used 
to  keep  EMI  out  of  the  circuit.  This  means  using  metallic  tape  on  every 
waveguide  joint,  especially  butt-to-butt  joints  (choke-to-butt  joints  are 
far  superior  EMI -wise  since  choke  joints  suppress  signals  that  radiate 
through  the  flanges).  This  metallic  tape  must  fit  tightly  around  the  seam 
between  the  waveguide  sections  and  sometimes  must  be  supplemented  with 
aluminum  foil.  Another  susceptible  component  is  the  external  waveguide 
harmonic  mixer  where  the  crystal  and  tuning  mechanism  mounting  scheme  have 
left  these  necessary  items  quite  prone  to  EMI.  Generally,  most  of  the 
circuit  must  be  checked  for  EMI.  It  is  a  time  consuming,  but  absolutely 
essential  step  to  obtaining  a  top  performing  pulse-gating  system. 

To  detect  EMI  trouble  spots,  look  for  the  reciprocal  effect,  the 
joint  or  component  that  leaks  or  radiates  RF.  A  spectrum  analyzer  and  a 
small  horn  antenna  are  quite  effective  in  locating  these  components. 
Sometimes  it  is  necessary  to  step  through  the  circuit  one  component  at  a 
time,  moving  a  matched  termination  from  one  joint  to  the  next,  in  search 
of  a  leaking  component.  If  the  reader  has  the  impression  that  EMI  is 
difficult  to  find  and  eliminate,  he  is  correct.  It  is  difficult  and  time 
consuming  but,  again,  absolutely  necessary  because  the  pulse-gated  system 
can  be  easily  corrupted  by  stray  RF. 

Finally,  the  effect  of  antenna  VSWR  and  crosstalk  in  the  dual  antenna 


systems  should  be  mentioned  briefly.  This  problem  is  especially  Important 
in  the  CW-nulling  system  since  this  presents  yet  another  signal  to 
compensate  with  the  nulling  loop.  The  magnitude  of  this  effect  Is  shown 
in  the  time  domain  plots  in  Chapter  IV. 

F.  S-Band  Monostatic  System 

So  far  this  thesis  has  considered  only  CW-nulling  and  pulse-gating 
systems  operating  above  8.2  GHz  using  a  dual  antenna  system.  In  this 
section,  a  single  antenna,  monostatic  system  is  considered  for  operation 
in  S-band  frequencies. 

The  single  antenna  system  uses  a  magic- tee  to  isolate  transmit  and 
receive  arms  as  shown  in  figure  3.9.  Note  that  the  transmitter  and 
receiver  can  be  interchangeably  connected  to  either  arm  1  or  2  of  the 
magic-tee  in  figure  3.9.  Arm  3  is  connected  to  the  antenna  and  arm  4  to 
the  balancing  network  that  nulls  the  system  or  compensates  for  the 
background  signal.  The  signal  from  the  transmitter  divides  evenly  between 
arms  3  and  4,  and  due  to  background  return  a  signal  appears  at  the 
receiver  from  arm  3.  The  triple  stub  tuner  and  other  tuning  and 
attenuating  devices  in  arm  4  are  then  adjusted  so  that  the  signal 
reflected  from  arm  4  is  equal  in  amplitude  but  opposite  in  phase  to  the 
background  signal  from  arm  3.  Hence  this  circuit  arrangement  is  capable 
of  cancelling  background  signals  and.  Ideally,  can  null  down  to  the 
recei ver  noi se  1 evel . 

In  the  actual  system,  magic- tee  isolation  is  only  about  45  dB  between 


arms  1  and  2.  This  Immediately  places  a  limit  on  system  sensitivity. 
Also,  in  an  effort  to  reduce  antenna  si  delobes,  the  horn  antenna  used  is 


corrugated  for  optimum  operation  at  about  3.5  GHz.  Operating  elsewhere  in 
the  band,  above  or  below  this  optimum  frequency,  causes  antenna  VSWR  to 
become  a  noticeable  problem.  These  two  problems  have  a  tendency  to 
degrade  the  system  sensitivity  compared  to  a  comparable  system  employing 
two  antennas  and  a  feedthrough  nulling  loop. 

Eliminating  the  nulling  arm  scheme  should  reduce  these  effects  to 
some  extent.  A  pulse-gated  version  of  this  system  is  shown  in  figure 
3.10.  Ideally  the  receiver  would  not  "see"  any  of  the  ringing  due  to 
antenna  VSWR  or  the  residual  transmitted  pulse  from  the  non-ideal  magic- 
tee.  Unfortunately,  this  modified  system  still  did  not  work.  At  this 
point  it  was  decided  to  abandon  the  S-band  system  and  return  to  a  dual 
antenna  system.  It  was  not  until  much  later  in  the  investigation  that  the 
real  source  of  trouble  in  the  S-band  pulse-gating  system  was  identified. 

A  transient  resulting  from  the  DC  switching  of  the  gate  waveform 
causes  strong  spectral  components  in  the  2  to  4  GHz  band.  This  problem  is 
depicted  in  figure  3.11,  which  is  taken  from  the  actual  spectrum  analyzer 
CRT  while  observing  this  phenomenon.  The  desired  spectral  component  and 
the  nearby  switching  transient  component  are  easily  distinguished.  This 
switching  transient  actually  moves  through  the  spectrum,  sometimes  adding 
to  and  distorting  the  desired  spectral  component.  The  effect  on  the 
system  sensitivity  is  hard  to  quantify,  but  it  appears  to  render  the 
pulse-gated  system  useless  for  making  low  frequency  RCS  measurements.  In 
figure  3.11,  these  components  are  actually  observed  on  a  direct  signal  (as 
opposed  to  a  reflected  RCS  signal.  The  transient  is  roughly  20  dB  below 
this  direct  signal,  placing  a  limit  on  the  achievable  sensitivity  of  this 
system. 


under  normal  conditions 
transient  moves  through 
spectrum 


Illustrative  Spectral  Diagram  of  Switching  Transl 
Direct  RF  Signal 


Fortunately,  the  switching  transient  spectral  component  can  be 
Isolated  from  the  desired  low  frequency  RCS  signal.  This  is  accomplished 
by  locking  the  pulse  generators  that  control  the  pulse-gates  to  a  steady  5 
MHz  reference  signal  available  from  the  WJ  1250A.  The  RF  signal  Is  then 
offset  by  2  MHz  from  the  nearest  Integral  multiple  of  the  desired  signal 
thus  restoring  system  sensitivity.  Unfortunately  this  problem  was  not 
Identified  in  time  to  make  RCS  measurements  for  comparison  between  the 
pulse-gated  and  CW-nulling  systems  on  the  S-band  single  antenna  system. 


In  the  previous  chapter  the  CW-nulling  and  pulse-gated  systems  were 
compared  with  no  consideration  given  to  any  Interfering  reflections  that 
may  occur  between  the  transmit  and  receive  antennas.  The  assumption  was 
that  there  were  only  Ideal  Interactions  with  the  target  and  attenuation 
due  to  target  range.  In  this  chapter  the  effect  of  chamber  clutter 
sources  will  be  examined.  The  way  In  which  chamber  clutter  sources  affect 
the  systems'  operations  and  how  effectively  the  system  compensates  for  the 
clutter  signals  will  be  called  the  system's  background  characteristics. 

To  compare  the  background  characteristics  of  the  two  systems, 
moderate  resolution  time  domain  diagnostic  measurements  were  performed. 
These  time-domain  measurements  were  made  using  the  pulse-gated  system  with 
the  RF  pulse-gates  permanently  opened  (1001  duty  cycle).  Time  domain  data 
Is  obtained  by  stepping  the  RF  source  and  receiver  over  "M“  equally 
displaced  discrete  frequencies  and  Inverse  Fourier  transforming  the 
resulting  amplitude  and  phase  data.  (The  theory  behind  the  time  domain 
system  is  explained  in  appendix  A.)  Since  the  stepped  frequency/time 
domain  measurements  are  corrupted  by  any  direct  feedthrough  between  the 
transmit  and  receive  circuits,  the  nulling  loop  cannot  be  employed  for 
these  measurements. 

A.  Time  Domain  Comparison  of  Chamber  Background  Characteristics 

The  time  domain  measurements  were  performed  on  the  8  inch  diameter 
calibration  sphere  and  a  low  RCS  cone- sphere  depicted  in  figure  4.1.  The 
time  domain  plot  of  the  far- field  chamber  with  the  8  Inch  sphere  as  the 
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target  Is  shown  in  figure  4.2.  As  mentioned  in  Appendix  A,  this  plot 
represents  a  time  history  of  the  major  scattering  mechanisms  within  the 
chamber.  The  most  significant  chamber  clutter  sources  are  identified  In 
figure  4.2.  The  return  located  at  60  nsec  Is  the  direct  crosstalk  between 
the  transmit  and  receive  antennas,  which  defines  the  "front"  of  the 
chamber.  The  chamber  length  is  approximately  65  feet  as  measured  from  the 
antennas  to  the  chamber  backwall.  The  time  scale  in  the  time  domain 
measurements  is  given  approximately  by. 


(4-1) 


where  t  is  the  time  scale,  d  is  the  scatterer  range  (from  a  reference 
point,  in  this  case,  the  front  of  the  chamber)  and  c  is  the  velocity  of 
propagation.  Thus,  the  scattering  from  the  backwall  will  occur  at 


approximately. 


2(65  ft] 


+  60  nsec  s  190  nsec 


/nsec 


(4-2) 


The  dominant  return  centered  around  135  nsec  is  the  8  inch  sphere. 
Note  that  by  rearranging  equation  (4-1)  we  see  that  this  return 
corresponds  to  a  distance  from  the  antennas  of 


'135  -  60)nsec 


1  ft,  =  37.5  ft 

/nsec 


(4-3) 


This  is  the  same  distance  as  that  of  the  sphere  from  the  antennas  in  the 
chamber.  The  return  spread  out  in  time  between  185  -  225  nsec  Is  due  to 
the  three-tiered  chamber  backwall  (the  second  and  third  tiers  are  up 
higher  and  are  farther  back  from  the  antennas  than  the  first  tier).  The 
clutter  return  at  165  nsec  turns  out  to  be  the  support  pedest’l  turntable 
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control  cables  which  are  laying  on  the  chamber  floor  between  the  chamber 
sidewall  and  the  support  pedestal.  This  was  verified  by  moving  the  cables 
right  next  to  the  support  pedestal  and  repeating  the  time  domain 
measurement.  As  expected,  the  cable  clutter  term  at  165  nsec  disappeared. 

When  the  sphere  was  removed  and  the  background  measured,  the  data 
shown  in  figure  4.3  was  produced.  The  antenna  crosstalk  at  60  nsec,  the 
control  cables  at  165  nsec  and  the  backwall  from  185  to  225  nsec  are  all 
clearly  visible.  The  target  support  pedestal  is  just  discernible  at  135 
nsec.  Figure  4.4  is  the  result  of  a  vector  subtraction  of  the  data  in 
figure  4.3  from  the  data  in  figure  4.2.  All  fixed  background  scatterers 
have  been  subtracted  out  with  the  exception  of  the  dominant  sphere  return 
at  135  nsec.  This  vector  subtraction  takes  place  in  the  time  domain  after 
the  data  has  been  inverse  Fourier  transformed.  Using  a  different  computer 
algorithm,  it  would  be  possible  to  perform  this  subtraction  in  the 
frequency  domain  before  inverse  Fourier  transforming,  (7:1222). 

To  test  the  stability  of  the  background  measurement,  a  second 
background  measurement  was  performed.  Figure  4.5  is  the  result  of 
vectorially  subtracting  the  second  background  measurement  data  from  the 
first.  Evidently  this  vector  subtraction  of  the  chamber  background  can 
reduce  the  effects  of  clutter  sources  within  the  chamber  as  supported  by 
the  absence  of  reflections  in  figure  4.5. 

Next,  the  low  RCS  cone-sphere  of  figure  4.1  was  placed  on  the  target 
support  pedestal  resulting  in  the  time  domain  plot  of  figure  4.6.  Again 
the  desired  target  return  Is  centered  around  135  nsec.  An  expanded  view 
of  figure  4.6  is  shown  in  figure  4.7.  The  expansion  was  taken  from  125  to 
225  nsec  and  shows  the  cone-sphere  target  at  135nsec,  the  turntable 
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Figure  4.5  CW  Time  Domain  Response:  Second  Background  Minus  First 

Background 


voltage  response 


Figure  4.7  CW  Time  Domain  Response:  Expanded  View  of  Figure  4.6 
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control  cables  at  160  nsec  and  the  chamber  backwall  from  180  to  205  nsec. 
Note  that  the  relative  amplitudes  of  these  three  returns  are  nearly  the 
same.  If  the  undesired  clutter  sources  are  not  eliminated  it  Mould  be 
difficult  for  any  RCS  measurement  system  to  accurately  distinguish  the 
cone-sphere  RCS  from  the  surrounding  clutter  RCS.  Recall  that  the  CW- 
nulling  system  attempts  to  cancel  out  the  effects  of  reflections  from  the 
clutter  sources.  When  the  target  RCS  is  on  the  same  order  as  the  clutter 
RCS,  measured  fixed  frequency  RCS  patterns  may  be  seriously  in  error. 

This  effect  will  be  clearly  demonstrated  later. 

Repeating  the  vector  background  subtraction  process  as  with  the 
sphere,  the  chamber  background  (figure  4.8)  is  subtracted  from  figure  4.6 
resulting  in  figure  4.9.  Once  again  the  target  can  be  seen  at  135  nsec, 
easily  distinguished  from  other  scatterers  in  the  chamber. 

Next,  the  pulse-gating  units  were  adjusted  for  pulse-gating 
operation,  (i.e.,  the  duty  cycle  was  adjusted  from  100%  to  about  15%). 

With  the  8  inch  sphere  mounted  on  the  pedestal  the  range  gate  was  adjusted 
so  that  the  target  was  centered  in  the  range  bin.  Note  that  the  antenna 
crosstalk  and  the  chamber  backwall  returns  do  not  appear  in  figure  4.10 
because  they  have  been  completely  gated  out.  Initially,  however,  the 
range  gate  was  left  too  wide,  so  that  the  clutter  due  to  the  control 
cables  is  still  visible  next  to  the  target  sphere  return.  Note  that  the 
return  appears  to  occur  at  a  greater  range  (longer  time)  than  in  previous 
plots.  This  is  because  a  modification  in  the  pulse-gating  technique  was 
implemented  during  these  measurements.  The  modification,  called 
fundamental  mode  mixing,  is  a  technique  that  increases  the  overall  phase 
length  of  the  set-up.  Longer  line  lengths  translate  to  longer  time  delays 
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jure  4.8  CM  Time  Domain  Response:  Third  Background  Scan  With  No 

Target  Present 
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Figure  4.10  Pulse-Gated  Time  Domain  Response:  8  Inch  Sphere  Mounted 

on  Target  Pedestal 
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Figure  4.11  Pulse-Gated  Time  Domain  Response:  Pulsed  Background  Scan 
With  Mo  Target  Present  (Normalized  to  Sphere  Measurement,  Figure  4.10) 
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for  the  return  signal.  This  technique  is  described  more  fully  in  appendix 
B  of  this  thesis. 

By  narrowing  the  width  of  the  receive  gate,  the  control  cables  were 
gated  out.  Figure  4.11  shows  the  slight  return  from  the  target  pedestal 
when  all  other  clutter  sources  have  been  gated  out.  Note  that  this  plot 
has  been  normalized  to  the  same  value  as  in  the  sphere  plot  in  figure 
4.10. 

This  section  has  demonstrated  that  pulse-gating  techniques  reduce 
chamber  background  RCS.  The  CW  time  domain  plots  clearly  show  that  for 
low  RCS  targets,  the  chamber  clutter  sources  can  scatter  as  much  energy  as 
the  target  of  interest.  It  was  demonstrated  that  pulse-gating  separates 
the  target  area  from  the  spurious  chamber  clutter  sources.  Also,  it  is 
anticipated  that  further  improvement  in  overall  system  sensitivity  can  be 
realized  by  combining  pulse-gating  with  vector  background  subtraction 
techni ques . 

B.  Fixed  Frequency  RCS  Pattern  Comparisons 

Fixed  frequency  RCS  measurements  using  both  the  CW-nulling  and  pulse¬ 
gating  systems  will  now  be  presented  for  three  generic  targets.  These 
include  a  12  inch  square  plate,  a  right  circular  cylinder  12  inches  in 
length  with  3  inch  diameter  endcaps,  and  the  cone-sphere  of  figure  4.1. 

The  plate  and  the  cylinder  have  relatively  high  RCS  characteristics  while 
the  cone-sphere  has  a  low  RCS  in  the  nose-on  region. 

Figure  4.12  is  the  first  comparison  between  CW-nulling  and  pulse¬ 


gated  RCS  measurements.  The  top  plot  is  CW-nulling  and  the  bottom  plot  is 
pulse-gated.  This  comparison  is  for  the  square  plate  at  8.5  GHz, 
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Figure  4.12  CW-Nulllng  and  Pulse-Gating  Measurements  of  a  12  Inch  Square  Plate 

(8.5  GHz,  Horizontal  Polarization) 


horizontally  polarized.  If  the  two  plots  are  aligned  very  few  differences 
will  be  noted  in  the  RCS  patterns.  For  this  particular  target,  the  two 
measurement  methods  yield  the  same  RCS  pattern. 

The  other  high  RCS  target  was  the  cylinder.  Figures  4.13  and  4.14 
are  comparisons  of  measurements  of  the  cylinder's  RCS  for  different 
frequencies  and  polarizations.  Figure  4.13  is  horizontally  polarized  at 
9.37  GHz  {CW-nulling  on  top,  pulse-gated  at  bottom).  Figure  4.14  is 
vertically  polarized  at  11.5  GHz.  Once  again  if  the  CW-nulling  and  pulse¬ 
gated  plots  are  carefully  compared,  one  can  find  only  minor  differences  in 
the  patterns.  Peak  levels,  si  delobes  and  the  location  and  depth  of  nulls 
line  up  quite  well.  Evidently,  for  high  RCS  targets,  the  two  techniques 
perform  equally  well  and  give  few  measurable  differences  in  the  resulting 
patterns . 

This  equality  of  performance  does  not  hold,  however,  when  measuring  a 
low  RCS  target  with  high  forward  scattering  characteristics.  The  next 
series  of  measurements  were  made  on  the  cone-sphere  target  of  figure  4.1 
at  frequencies  of  8.5,  9.37,  15  and  18  GHz  with  various  polarizations. 
Figure  4.15  is  horizontally  polarized  at  8.5  GHz.  Notice  some  subtle 
differences  between  the  measured  patterns.  In  the  nose-on  region  of  low 
RCS  the  two  techniques  appear  to  see  different  return  characteristics. 

The  main  scattering  lobe  at  zero  degrees  appears  smaller  and  more 
symmetrical  in  the  pulse-gated  pattern.  Also  the  nulls  are  more  clearly 
defined  and  deeper  in  the  pulse-gated  measurement.  The  initial 
interpretation  is  that  the  pulse-gated  system  "sees"  a  more  symmetrical 
body,  and  the  cone- sphere  is  a  symmetrical  body. 

Figure  4.16  is  a  vertically  polarized  measurement  of  the  cone-sphere 
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Figure  4.13  CW-NullIng  and  Pulse-Gating  Measurements  of  a  12  Inch  Cylinder 
(diameter  ■  3  Inches)  (9.37  GHz,  Horizontal  Polarization) 
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Figure  4.16  CW-NullIng  and  Pulse-Gating  Measurements  of  a  Cone-Sphere 
(9.37  GHz,  Vertical  Polarization) 


at  9.37  GHz.  Here  we  begin  to  see  that  the  pulse- gated  measurement  Is 
even  more  symmetric  about  the  nose-on  region  of  the  cone-sphere.  This 
added  symmetry  may  even  extend  out  to  the  +/-  40°  off  nose-on  aspect. 
Additionally,  the  nose-on  RCS  of  the  cone-sphere  Is  lower  and  the  main 
lobe  Is  narrower  In  the  pulse-gated  measurement. 

Figures  4.17  and  4.18  are  vertically  polarized  measurements  at  15  GHz 
and  18  GHz  respectively.  In  these  measurements  both  systems  see  deep  null 
levels,  many  exceeding  -50  dBsm.  Once  again,  however,  the  pulse-gated 
system  unmistakably  sees  a  symmetrical  return  from  the  cone-sphere.  The 
CW  measurements  are  nonsymmetric  with  some  severe  distortion  from  +/-  30° 
from  nose-on  for  both  frequencies.  An  explanation  for  these  stark 
differences  for  near  nose-on  Is  as  follows.  When  CW-nulling  is  used,  the 
entire  anecholc  chamber  return  is  artificially  cancelled  out  by  injecting 
a  compensating  signal  into  the  receive  circuit.  Initially  then,  the 
chamber  backwall  is  fully  illuminated.  When  a  high  forward  scatter  target 
like  the  cone-sphere  is  placed  in  the  chamber,  the  backwall  illumination 
is  altered  from  the  empty  chamber  condition.  These  new  background  field 
distributions  have  a  different  vector  sum  at  the  receive  antenna  than  did 
the  old  background  field  distributions,  but  the  compensating  signal  is 
still  cancelling  only  the  original  background  signal.  If  the  change  in 
backwall  illumination  is  large  enough,  the  CW-nulling  system  will  be 
unable  to  distinguish  the  target  from  the  background  signal.  It  is 
believed  that  this  phenomena  is  responsible  for  the  overall  higher  levels 
of  measured  RCS  for  the  CW-nulling  measurements  of  the  proceeding  figures. 

To  test  the  hypothesis  outlined  above,  a  small  corner  reflector  was 
placed  into  the  backwall  absorber.  The  chamber,  including  the  corner 
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Figure  4.17  CW-NullIng  and  Pulse-Gating  Measurements  of  a  Cone- Sphere 
<15  GHz,  Vertical  Polarization) 


reflector,  was  then  nulled  at  8.5  GHz  with  vertical  polarization.  The 
cone-sphere  was  then  placed  in  the  chamber  and  a  pattern  was  measured  over 
+/-  80°  off  nose-on  aspect.  The  measurement  was  then  repeated  using  the 
pulse-gated  system.  The  results  of  these  measurements  are  shown  in  figure 
4.19.  Although  the  cone-sphere  was  not  properly  levelled  on  the  top  of 
the  support  pedestal  resulting  in  slight  deviation  from  synmetry  about 
zero  degrees,  there  are  drastic  differences  between  the  CW-nulling  and 
pulse-gated  measurements.  The  forward  scattered  energy  reflects  from  the 
corner  reflector  and  interacts  with  the  direct  return  from  the  cone- 
sphere,  thereby  distorting  the  pattern.  Obviously,  corner  reflectors  are 
not  normally  placed  In  anechoic  chamber  baclcwalls,  yet  a  poorly  designed 
backwall  can  scatter  as  much  energy  as  a  small  corner  reflector.  The 
point  is  that  the  radar  receiver  doesn't  know  whether  the  clutter  source 
is  a  corner  reflector  or  a  poorly  constructed  backwall:  it  certainly 
cannot  distinguish  a  target  return  from  a  clutter  source  return. 

Therefore  it  appears  that  gating  out  the  clutter  source  contribution  to 
the  RCS  is  superior  to  compensating  for  the  clutter  source  return  as  it 
totally  eliminates  the  clutter  source  as  a  possible  contributor  to  the 
RCS.  This  is  especially  significant  when  the  target  RCS  is  on  the  same 
order  of  magnitude  as  the  other  chamber  clutter  sources. 

There  is  still  one  feature  of  the  pulse-gated  plots  that  has  not  yet 
been  discussed.  Note  that  the  pulse-gated  patterns  of  figures  4.17  and 
4.18  are  different  even  though  the  target  is  still  the  cone-sphere  of 
figure  4.1.  The  reason  for  this  is  because  the  cone-sphere  target,  when 
placed  atop  the  support  column,  Interacts  with  the  column  causing  multiple 
bounces  and  direct  coupling  with  the  top  of  the  column  that  is  difficult 
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to  duplicate  in  successive  measurements.  The  cone-sphere  can  never  be 
placed  on  the  column  in  exactly  the  same  spot  and  may  overhang  the  column 
by  different  amounts,  or  may  be  slightly  unlevelled  from  one  measurement 
to  the  next,  or  may  experience  other  slight  re-positioning  errors  which 
cause  great  difficulty  in  repeating  successive  cone-sphere  measurements. 
Unfortunately  this  coupling  can  not  be  gated  out  nor  can  it  be  nulled  out 
with  CW-nullIng. 

Even  the  target  support  column  itself  has  a  tendency  to  act  as  a 
clutter  source.  The  support  column  is  shown  in  figure  4.20  and  a  number 
of  different  clutter  sources  can  be  seen.  The  absorber  foil  or  baffle 
(popularly  called  a  "boat")  is  designed  to  shield  the  turntable  motor  from 
the  view  of  the  antennas.  Due  to  the  abrupt  edge  termination  of  this 
baffle,  there  can  be  significant  diffraction  effects  that  bring  the  motor 
into  view.  The  RCS  of  this  low  cross  section  ogival  tower  is  thus  spoiled 
by  the  absorber  foil  that  is  placed  in  front  of  its  base.  CW- nulling  can 
compensate  for  this  type  of  clutter  but  pulse-gating  cannot  without 
background  subtraction. 

To  verify  that  this  problem  was  indeed  caused  by  the  baffle,  a  target 
support  column  was  brought  in  that  was  built  differently.  This  support 
column,  to  be  used  in  the  new  compact  range  facility  described  in  Appendix 
C,  is  shown  in  figure  4.21.  This  newer  support  column  has  a  much  lower 
composite  cross  section  than  does  the  column  of  figure  4.20.  The 
difference  in  measured  RCS  for  these  columns  was  about  15  dB,  with  the  new 
column  being  lower  than  the  far- field  column.  Thus  it  is  possible  to 
reduce  the  effect  of  target  support  pedestal  i nterf erence . 


It  was  the  purpose  of  this  thesis  to  compare  the  CW-nulling  and 
pulse-gated  RCS  measurement  systems  using  a  communication  theory  systems 
approach  and  show  how  the  background  characteristics  differ  between  the 
two  systems.  The  results  of  the  systems'  analysis  from  Chapter  III  and  the 
background  comparison  from  Chapter  IV  can  be  summarized  as  follows: 

1)  The  CW-nulling  system  is  less  complex  than  the  pulse-gating 
system, 

2)  Pulse-gating  has  superior  system  noise  figure  and  is  potentially 
more  sensitive  than  the  CW-nulling  system, 

3)  The  pulse-gating  system  is  less  susceptible  to  chamber  background 
clutter  source  reflections  than  is  CW-nulling, 

4)  The  pulse-gating  system  yields  more  accurate  measurements  of  low 
RCS  targets. 

To  extend  the  capabilities  of  an  RCS  measurement  radar  system,  the 
elimination  or  reduction  of  background  clutter  is  paramount.  For  this 
purpose,  the  pulse-gated  system  is  clearly  superior  to  the  CW-nulling 
system. 

In  Chapter  IV  it  was  mentioned  that  not  all  clutter  sources  could  be 
gated  out.  This  was  in  reference  mainly  to  clutter  from  the  target 
support  column  and  the  target  coupling  with  the  support  column.  The  data 
presented  in  Chapter  IV  indicate  that  these  problems  are  minor,  causing 
only  a  problem  with  measurement  repeatability.  When  the  target  response 


is  close  to  the  system  noise  level  as  is  the  response  from  the  cone- 
sphere,  even  very  minute  signal  fluctuations  become  important.  Clearly, 
the  results  of  Chapters  III  and  IV  indicate  that  the  pulse-gating  system 
is  better  capable  of  dealing  with  such  changes  in  the  background  signal. 

B.  Recomnendations 

Based  on  the  results  of  Chapter  IV  some  recommendations  will  be  made 
concerning  the  RCS  measurement  of  different  target  types.  There  are 
basically  two  types  of  targets;  high  RCS  targets  and  low  RCS  targets. 

High  RCS  targets  refer  to  targets  such  as  the  square  plate  and  cylinder 
targets  used  in  Chapter  IV.  These  were  targets  where  the  specular 
contribution  dominated  over  diffraction  and  creeping  wave  contributions 
for  most  aspect  angles.  Low  RCS  targets  refer  to  targets  such  as  the 
cone-sphere  which  are  physically  large  but  have  small  returns  over  certain 
aspect  angles.  This  is  where  a  creeping  wave  or  diffraction  contribution 
dominates  over  any  specular  contribution  to  the  RCS.  In  this  case  the 
specular  component  is  directed  away  from  the  backscatter  direction.  There 
are  also  physically  small  targets  that  have  low  RCS  due  to  their  small 
size.  An  example  of  this  is  a  single  chaff  half-wave  dipole.  Although 
the  specular  contribution  is  dominant  in  the  RCS,  the  dipole  is  so  small 
that  it’s  RCS  is  low. 

For  the  measurement  of  high  RCS  targets  either  the  CW-nulling  or 
pulse-gated  systems  can  be  used  with  confidence.  It  is  not  entirely 
necessary  to  gate  out  any  chamber  clutter  sources  as  the  target  response 
will  be  dominant.  This  was  shown  convincingly  with  the  8  inch  sphere  in 
the  time  domain  plots  in  Chapter  IV.  It  was  also  very  difficult  to 


distinguish  any  differences  between  the  CW  and  pulsed  patterns  of  the 
square  plate  and  cylinder.  Thus  it  would  make  no  difference  which  system 
is  used  to  measure  a  target  like  these. 

For  low  RCS  targets  the  pulse-gated  system  must  be  used.  As  seen  in 
figures  4.6  and  4.7  the  target  return  is  on  the  same  order  of  magnitude  as 
the  chamber  clutter  source  returns.  Obviously  these  clutter  sources  must 
be  gated  out  so  that  the  system  response  is  limited  to  the  target  area. 

If  the  pulse-gated  system  is  combined  with  vector  subtraction,  the 
accuracy  should  be  increased.  Unfortunately  there  was  not  time  to  verify 
this  combination  during  this  study.  It  is  recommended  that  this 
combination  be  tested  by  AFWAL. 

Another  recommendation,  one  that  departs  from  the  topic  above,  is 
that  the  pulse-gating  and  CW-nulling  systems  be  combined  on  the  far-field 
range.  During  the  first  few  months  of  this  study  we  were  forced  to 
operate  this  way  due  to  EMI  problems.  Once  these  EMI  problems  were  solved 
we  could  operate  the  pulse-gated  system  with  no  clutter  canceling 
mechanism.  Due  to  the  tips  of  the  cone  absorber  lining  the  chamber 
sidewalls  acting  as  clutter  sources,  it  became  necessary  to  rearrange  the 
sidewalls  of  the  chamber,  moving  them  as  far  back  as  possible.  This  was 
because  the  antennas  were  illuminating  the  sidewalls  at  rougniy  the  20  dB 
point  on  the  antenna  patterns  (see  Appendix  C,  figure  C.2  for  far-field 
antenna  patterns)  which  limited  the  background  level  to  40  dB  below  the 
peak  antenna  response.  Moving  the  sidewalls  back  worked  fine  but  left  the 
chamber  in  a  state  of  being  non-anechoic  with  gaps  between  sidewall 
panels,  etc.  In  order  to  put  the  chamber  back  into  its  original  condition 
and  still  operate  in  the  pulse-gated  mode,  it  is  recommended  that  the  CW- 


nulling  loop  be  left  in  the  system  to  null  out  these  remaining  clutter 
features.  This  circuit  is  shown  in  figure  5.1.  This,  of  course, 
restricts  operation  to  fixed  frequencies,  but  this  is  fine  for  azimuth 
pattern  measurements. 

With  this  system  installed,  it  is  possible  to  gate  out  clutter 
sources  such  as  the  chamber  backwall  and  null  out  clutter  sources 
remaining  within  the  range  gate  such  as  the  sidewalls  and  the  support 
pedestal.  Also,  the  inclusion  of  the  nulling  loop  would  ease  the 
requirement  of  EMI  proofing  of  all  waveguide  joints,  etc.  This  system  is 
recommended  for  the  AFIT  RCS  chamber,  where  a  flat  backwall  and  close-in 
sidewalls  would  limit  the  effectiveness  of  either  CW-nulling  or  pulse¬ 
gating  alone,  but  could  be  compensated  for  by  this  hybrid  system. 
Combining  this  with  background  subtraction  should  further  increase  the 
overall  system  sensitivity  of  the  AFIT  RCS  measurement  system. 


www.  r  to  I u."  n  a* 


Appendix  A.  Stepped  Frequency/Time  Domain  Measurements 

In  chapter  IV  both  time  domain  and  fixed  frequency  measurements  were 
used  to  characterize  the  anechoic  chamber  and/or  the  various  targets  of 
interest.  The  fixed  frequency  pattern  measurements  were  capable  of 
providing  a  360°  plot  of  the  target  RCS  versus  azimuth  angle.  The  time 
domain  plots,  on  the  other  hand,  show  a  time  history  of  the  scattering 
within  the  chamber  at  a  fixed  azimuth  angle.  In  the  time  domain 
measurements,  individual  scatterers  within  the  chamber  are  isolated  and 
target  scattering  could  be  visually  compared  to  clutter  source  scattering. 
Scattering  mechanisms  (physical  phenomena)  could  also  be  isolated  provided 
the  initial  measurement  resolution  was  sufficient.  To  properly  understand 
and  characterize  the  chamber  described  in  chapter  IV,  a  detailed  knowledge 
of  the  scattering  sources  and  mechanisms  inside  the  chamber  was  required. 
This  information  could  only  be  provided  through  the  use  of  a  time  domain 
system. 

The  basic  concept  of  a  time  domain  system  is  quite  simple, 
originating  from  basic  Fourier  theory.  We  normally  associate  Fourier 
transform  concepts  with  the  mapping  of  a  function  in  the  time  domain  to  a 
function  in  the  frequency  domain.  To  do  this  with  the  aid  of  a  computer 
the  function  in  one  domain  is  sampled  or  digitzed  into  an  ordered  sequence 
and  mapped  or  transformed  into  the  other  domain  as  another  sequence.  This 
is  called  a  discrete  Fourier  transform. 

The  discrete  Fourier  transform  pairs  for  an  N  th  order  sequence  (N 
being  the  number  of  samples  comprising  the  sequence)  are  expressed  as 
(16:91), 
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where  G(f)  Is  the  forward  transform  and  g(t)  Is  the  Inverse  transform. 

The  motivation  for  the  discrete  Fourier  transform  Is  that  g(t)  and 
G(f)  can  be  complicated  functions  that  may  not  have  specific  analytical 
expressions.  This  is  the  case  with  many  "real-world"  signals  and 
waveforms  of  current  interest  and  Is  certainly  true  for  the  time  history 
function  of  the  scattering  effects  and  sources  within  AFWAL's  far-fleld 
RCS  chamber. 

To  demonstrate  the  Implementation  of  this  technique,  suppose  the  RCS 
measurement  system  can  obtain  coherent  RCS  data  over  a  reasonably  large 
number  of  equally  spaced  frequencies.  After  acquiring  RCS  data  versus 
equally  spaced  frequency  Increments,  we  artificially  create  an  even 
function  by  reflecting  the  measured  amplitude  data  about  zero  frequency. 
Furthermore,  we  create  an  odd  function  by  reflecting  the  measured  phase 
data  about  zero  frequency  and  multiplying  the  negative  angular  spectrum  by 
-1.  This  newly  created  complex  frequency  spectrum  is  then  Fourier 
transformed  Into  a  real  time  function.  The  resulting  time  function 
represents  a  time  history  of  the  scattering  sources  within  the  entire 
anecholc  chamber.  By  choosing  proper  frequency  Increments  and  bandwidths, 
individual  scattering  mechanisms  can  be  Identified.  The  ultimate 
resolution  in  the  time  domain  depends  on  the  frequency  Increment,  the 
number  of  sample  points,  and  the  bandwidth  over  which  the  frequency  is 
taken . 
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To  demonstrate  how  this  technique  works  refer  to  figure  A. 1,  which 
represents  a  cutaway  view  of  the  far-fleld  measurement  facility.  A  target 
is  located  37.5  feet  from  the  antennas  and  the  chamber  backwall  is  65  feet 
from  the  antennas.  Suppose  that  amplitude  and  phase  RCS  data  is  taken  at 
4  MHz  (Af  =  4  MHz)  increments  from  8.2  to  12.296  GHz.  This  equates  to 
1024  equally  spaced  frequency  data  points  which  gives  a  measurement 
bandwidth  of  4.096  GHz  ( BW  =  4.096  GHz).  The  measured  amplitude  and  phase 
data  is  then  reflected  about  the  origin  in  the  manner  described  above. 

This  process  is  shown  in  figure  A. 2a.  The  frequency  domain  data  is  then 
Fourier  transformed,  resulting  in  the  conceptual  time  domain  plot  shown  in 
figure  A. 2b.  The  highest  unambiguous  time,  (t^),  is  related  to  the 
frequency  increment  by 
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while  the  time  domain  resolution.  At,  is  related  to  the  bandwidth  by. 
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Conceptually,  the  hypothetical  time  domain  plot  shows  scattering  due 
to  direct  transmi t/recei ve  antenna  crosstalk,  the  target,  and  the  chamber 
backwall.  There  are,  however,  several  implicit  assumptions  made  regarding 
this  conceptual  time  domain  plot.  First,  it  is  assumed  that  no  range 
gating  has  been  used.  Second,  it  is  assumed  that  the  bandwidth  of  the 
scan  provides  enough  time  domain  resolution  to  see  the  individual  chamber 
scatterers.  Third,  we  assume  that  the  frequency  Increment,  Af ,  Is  chosen 
small  enough  to  unambiguously  discern  all  aspects  of  the  chamber.  For 
example.  If  Af  ■  10  MHz  the  time  domain  resolution  would  be  100  nsecs. 


79 


Figure  A.l  Cutaway  View  of  Far-Fleld  Range  and  a  Resultant  Time 

Domain  Response  Scan 


If  a  target  resided  65  feet  (roughly  130  nsec)  from  the  radar  transmitter, 
the  time  domain  plot  would  "wrap  around"  to  30  nsec  due  to  frequency 
aliasing.  If  Af  =  5  MHz  were  chosen  instead,  the  unambiguous  time  would 
be  increased  to  200  nsec,  and  the  target  response  would  properly  appear  at 
130  nsec.  Finally,  no  attempt  was  made  to  account  for  spurious  effects 
caused  by  sampling  in  frequency  over  a  finite  bandwidth.  Usually,  data 
taken  over  a  finite  bandwidth  is  adjusted  by  weighting  the  measured 
spectra  with  a  Hanning  window  function  (7:1222).  This  reduces  the  Gibbs 
phenomena  effect  caused  by  transforming  band-limited  data. 

Any  equipment  error  that  occurs  during  the  measurement  of  the 
frequency  domain  data  can  cause  distortion  in  the  resultant  time  domain 
plot.  For  instance,  several  times  during  this  investigation,  false 
frequency  domain  data  was  recorded.  In  figure  4.2,  several  bad  data 
values  were  transformed  into  the  time-domain  (less  than  5  out  of  512 
samples).  The  resultant  ringing  is  noticeable  between  the  target,  the 
control  cables,  and  the  backwall .  Low  level  ringing  can  even  occur  when  as 
few  as  one  or  two  bad  data  points  are  transformed  as  seen  in  figures  4.3 
and  4.10.  The  potential  of  a  totally  unrecognizable  plot  occurs  when 
there  are  a  high  number  of  bad  data  points  transformed.  Figure  A. 3  shows 
the  result  of  transforming  about  10  such  data  points  into  the  time  domain. 


Appendix  B;  Fundamental  Mode  Mixing 

In  chapter  IV  it  was  very  briefly  mentioned  that  a  fundamental  mode 
mixing  (FMM)  scheme  was  tried  in  an  effort  to  increase  the  sensitivity  of 
the  pulse-gated  system.  This  experiment  occured  towards  the  end  of  this 
study  and,  unfortunately,  was  not  fully  completed.  But  the  results  that 
were  obtained  are  encouraging.  It  is  the  purpose  of  this  appendix  to 
include  in  this  thesis  pertinent  information  and  discussion  concerning 
FMM,  as  it  appears  to  be  a  viable  technique  for  increasing  the  system 
sensitivity  of  the  pulse-gated  RCS  measurement  system. 

The  basic  FMM  system  is  shown  in  a  simplified  block  diagram  in  figure 
B.l.  The  FMM  system  employs  two  WJ  I250A  frequency  synthesizers,  one  used 
as  the  RF  source  and  the  other  used  as  a  precision  local  oscillator.  The 
difference  frequency  is  chosen  to  lie  within  the  fundamental  frequency 
range  (fundamental  mode)  of  the  SA  1750  (or  SA  1780)  receiver's  first 
local  oscillator.  This  local  oscillator  can  only  be  tuned  from  2  GHz  to 
4.1  GHz  in  the  case  of  the  SA  1750  (from  1  GHz  to  2  GHz  in  the  SA  1780). 
The  SA  harmonic  mixer  generates  harmonic  signals  in  its  crystal  element 
that  are  strong  enough  to  downconvert  to  the  45  MHz  IF  incoming  signals 
that  are  harmonically  related  to  the  fundamental  mode.  As  the  incoming 
signal  frequency  becomes  farther  removed  from  the  fundamental  mode,  the 
appropriate  harmonic  signal  used  to  downconvert  to  IF  becomes  weaker  in 
amplitude.  Thus  a  mixer  conversion  loss  is  associated  with  each  of  these 
harmonics  of  the  fundamental.  Table  B.l  shows  the  frequency  ranges  and 
their  associated  receiver  sensitivities.  Note  that  the  sensitivity 
decreases  for  increasing  frequency.  This  decrease  in  sensitivity  is 


Figure  B.l  Simplified  Diagram  of  Fundamental  Mode  Mixing  System 
{With  Pulse-Gating  System) 


Frequency  Range 
(GHz) 

Signal  Channel  Sensivity 
(dBm) 

2  -  4 

-120 

4  -  8 

-115 

8  -  12 

-110 

12  -  18 

-105 

18  -  26 

-100 

26  -  40 

-  90 

Table  B.l  SA  1750  Receiver  Sensitivity  Characteristics  Due  to 
Harmonic  Mixer  Front  End 


attributed  entirely  to  mixer  conversion  loss  (12). 

Thus,  the  signal  returned  from  the  chamber  is  downconverted  to  the 
fundamental  mode  of  the  receiver's  first  conversion  stage.  As  shown  in 
Table  B.l,  the  sensitivity  of  the  SA  1750  in  the  fundamental  mode  is 
-120  dBm.  Stepping  up  into  the  next  frequency  band  incurs  a  conversion 
loss  of  5  dB  in  the  mixer,  and  into  yet  the  next  band,  an  additional  5  dB 
of  mixer  conversion  loss.  If  the  test  signal  seen  by  the  harmonic  mixer 
is  in  the  fundamental  mode,  then  no  conversion  loss  occurs.  By 
downconverting  a  test  signal  prior  to  reaching  the  harmonic  mixer,  the 
only  conversion  loss  suffered  would  be  that  of  the  added  mixer.  Obviously 
this  new  mixer  should  be  of  a  different  type,  and  should  have  less 
conversion  loss  than  the  harmonic  mixer  at  the  operating  frequency.  This 
is  the  motivation  and  purpose  of  FMM;  regaining  a  part  of  the  conversion 
loss  when  operating  in  the  X-band  or  higher. 

In  the  practical  implementation  of  this  technique  at  AFWAl,  Anzac 
(Adams-Russell )  MDC-167  High  IF  Double-Balanced  microwave  mixers  were  used 
as  the  FMM  mixers.  Note  that  the  resultant  fundamental  mode  is  the  IF 
product  of  this  mixing  operation  (see  figure  B.l).  Specifications  for 
the  MDC-167  indicate  that  for  an  IF  of  2  GHz,  the  average  conversion  loss 
is  8  dB.  So  for  X-band,  a  2  dB  improvement  in  sensitivity  is  expected 
while  for  Ku-band,  a  7  dB  improvement  would  be  expected.  This  particular 
mixer  (the  MDC-167)  would  have  to  be  replaced  with  a  higher  frequency 
mixer  for  operation  above  18  GHz.  This  would  also  necessitate  a 
recalculation  of  the  expected  improvement  in  sensitivity  since  a  higher 
frequency  mixer  could  have  a  higher  conversion  loss. 

From  the  discussion  aoove,  it  would  be  unwise  to  implement  a  Fffi 
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modification  If  the  operating  frequency  is  not  in  the  X-band  or  higher. 
Maximum  sensitivity  occurs  in  the  fundamental  mode  as  shown  In  Table  6.1. 
So  this  method  Is  limited  to  higher  frequency  measurements. 

The  major  problem  with  this  scheme  is  EMI.  RF  shielded  enclosures 
were  constructed  for  the  double-balanced  mixers.  These  enclosures  were 
also  stuffed  with  scrap  dielectric  absorber.  When  this  technique  was 
attempted  without  RF  shielding  of  the  mixers,  direct  coupling  into  the 
mixers  rendered  the  entire  setup  useless.  EMI  precautions  are  an  absolute 
must  when  this  technique  is  combined  with  pulse-gating.  FMM  and  CW- 
nulling  have  not  yet  been  tried  In  combination  at  AFWAL,  but  the  mixers 
may  be  so  prone  to  direct  coupling  that  the  nulling  loop  may  prove 
ineffective  In  cancelling  the  direct  signal. 

Beyond  these  EMI  precautions,  no  problems  with  the  FMM  system  were 
noted.  Unfortunately,  In  the  time  allowed,  we  never  were  able  to  operate 
above  12  GHz  so  only  marginal  (~2  dB)  improvements  were  noted.  Operating 
above  12  GHz  should  yield  7  dB  Improvement,  but  this  performance  will  have 
to  be  verified  by  another  worker. 
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Appendix  C:  Some  Comments  on  Differences  Between  the  Compact  Range 

and  the  Far-Fleld  Range 


In  the  Introduction  to  this  thesis  It  was  stated  that  the  interest  In 
the  compact  range  was  partially  motivated  by  a  desire  to  keep  with  the 
state  of  the  art  in  RCS  measurements.  There  are  a  number  of  reasons  why 
the  trend  today  Is  toward  the  compact  range  facility.  The  compact  range 
utilizes  a  large  paraboloidal  reflector  antenna  that  is  offset- fed  by  a 
horn  antenna  located  at  the  reflector  focus.  This  produces  a  collimated 
beam  that  In  the  aperture  plane  and  projecting  outward  is  a  uniform  plane 
wave.  With  this  facility,  larger  targets  can  be  measured  Indoors  at  a 
relatively  short  range  without  violating  the  traditional  far- field 
criteria.  Illumination  of  chamber  clutter  sources  Is  less  than  in  the 
far- field  range.  Clutter  sources  like  the  chamber  sidewalls  and  the  base 
of  the  target  support  column  have  proven  to  be  troublesome  In  the  far- 
field  range  but  would  not  be  Illuminated  as  strongly  in  the  compact  range. 
Additionally,  return  from  these  off-axis  clutter  sources  would  not 
reflect  as  strongly  into  the  compact  range  receive  feed  horn  as  they  might 
reflect  into  a  far-fleld  range  receive  antenna.  This  is  because  of  the 
formation  of  confocal  surfaces  for  off-axis  ill uml nation  that  do  not 
converge  or  fully  intercept  the  reflector  focus.  These  are  just  a  few  of 
the  advantages  of  the  compact  range  facility. 

Figure  C.I  Is  a  simplified  conceptual  diagram  of  the  compact  range. 
The  beam  collimating  property  of  the  paraboloidal  antenna  forms,  as 
mentioned  above,  an  area  of  plane  wave  illumination  called  a  quiet  zone. 
The  size  or  extent  of  a  target  Is  limited  only  by  the  size  of  this  quiet 
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reflector 


Figure  C.l  Simplified  Diagram  of  Compact  Range  Geometry 


zone.  The  size  of  the  quiet  zone  Is  proportional  to  the  size  of  the 
reflector  and  Is  dependent  on  how  well  edge  diffraction  effects  (caused  by 
the  edges  of  the  reflector)  are  suppressed  (17).  This  last  effect  Is  why 
many  compact  range  reflectors  are  modified  with  an  elllptlcally  rolled 
edge  termination.  Diffraction  phenomena  then  occur  harmlessly  on  the 
backside  of  the  reflector  and  energy  Incident  of  the  modified  edge  (just 
off  the  parabolic  surface)  are  specularly  directed  away  from  the  quiet 
zone  (17). 

Typical  far-fleld  ranges  have  antenna  patterns  as  shown  In  figure 
C.2.  To  satisfy  the  far-fleld  criterion  of  A/8  maximum  phase  variation 
across  the  measured  target  surface  requires  the  familiar  range  relation  of 

2D  D 

R  >  —L-L  (C-l) 

A 

where  D  and  D  are  the  maximum  linear  extent  of  the  antenna  and  target 

1  2 

respectively.  Another  far-fleld  criterion  is  that  there  be  less  than  1  dB 
of  amplitude  variation  over  the  measured  target  surface.  By  applying 
equation  (C-l)  to  a  9.5  GHz  measurement  of  a  target  at  a  range  of  45  feet, 
we  see  that  the  far-fleld  range  antenna  Illumination  restricts  the  size  of 
target  models  that  can  be  measured  to  roughly  18  Inches  In  maximum  linear 
extent  (transmit  antenna  aperture  Is  also  18  inches  wide).  The  compact 
range,  with  Its  large  quiet  zone.  Is  not  so  restrictive,  nor  does  it  take 
up  the  same  linear  space  as  required  by  equation  (C-l),  even  for 
relatively  small  wavelengths.  As  an  example,  a  target  five  feet  In  extent 
Is  measured  on  the  far-field  range  at  18  GHz.  The  antenna  aperture 
dimension  for  this  frequency  Is  14  Inches.  Equation  (C-l)  requires  a 
range  of  over  183  feet  to  satisfy  the  far-field  criteria. 
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The  quiet  zone  projecting  out  from  the  reflector  Is,  to  a  first  order 
approximation,  determined  by  simple  geometrical  optics.  The  field  outside 
this  region  Is,  to  this  same  order  approximation,  zero.  Obviously  this  Is 
not  the  case  as  Is  discussed  above  and  in  reference  (17).  A  typical 
antenna  pattern  for  a  compact  range  reflector  Is  shown  in  figure  C.3  (17). 
This  Is  a  vertical  pattern  cut  but  It  Is  representative  of  the  amplitude 
taper  beyond  the  quiet  zone  on  a  reflector  that  has  the  rolled  edge 
modification.  The  amplitude  taper  from  the  edge  of  the  reflector  Is  about 
9  dB  in  24  inches  or  4.5  dB  per  ft.  The  far-fleld  range  antenna  patterns 
have  a  taper  of  about  2  dB  per  ft.  (see  figure  C.2).  This  is  how  the 
compact  range  Illuminates  sidewalls  and  other  clutter  sources  less 
strongly  than  do  the  far-fleld  range  antennas. 

Recall  in  Chapter  IV  that  the  pulse-gated  system  was  still  subject  to 
clutter  caused  by  the  target  support  column.  On  the  far-fleld  range,  the 
lower  part  of  the  column  was  Illuminated  nearly  as  strongly  as  the  target 
on  top  of  the  column  (see  figure  4.21).  In  the  compact  range,  the  lower 
part  of  the  column  is  Illuminated  much  less  strongly  than  Is  the  target  in 
the  quiet  zone.  Naturally  we  would  expect  the  clutter  levels  to  be  that 
much  less  if  this  column  were  used  on  the  compact  range.  Better  still, 
the  column  to  be  used  in  the  AFWAL  compact  range,  shown  in  figure  4.22,  Is 
of  a  superior  mechanical  design  from  the  point  of  view  of  as  a  clutter 
source  contributor.  The  direct  clutter  from  this  column  Is  caused  mainly 
by  the  casters,  levelling  feet,  and  the  edge  of  the  base  that  is  seen  by 
the  incident  field.  This  area  Is  easily  treated  with  several  pieces  of 
absorber  and  the  clutter  level  can  be  reduced  by  yet  another  15  dB.  Thus 
the  compact  range  actually  has  a  lower  useable  background  level  than  does 
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Figure  C.3  Sample  Compact  Range  Antenna  Amplitude  Distribution 
(Adapted  from  Reference  17) 


the  far- field  range. 

In  summary  then,  when  the  compact  range  Is  combined  with  the  pulse¬ 
gating  radar  system,  the  target  area  Is  separated  from  the  chamber 
environment  In  two  ways.  It  Is  range  gated  by  the  pulse-gating  action  of 
the  measurement  system  and  It  Is  spatially  gated  by  the  Illumination 
properties  of  the  compact  range  reflector.  Of  course  this  last  Item  Is 
debatable  as  this  spatial  gating  Is  not  as  well  defined  as  the  range  gate 
but  It  Is  unquestionable  that  the  quiet  zone  Is  much  more  well  defined 
than  It  Is  on  the  far-fleld  range.  This  spatial  gating  would  certainly  be 
dependent  on  how  steeply  the  amplitude  Is  tapered  In  figure  C.3. 
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two  systems  in  terms  of  system  noise  figure  and  sy terns  losses,  and  (2)  to 
demonstrate  the  effectiveness  of  time-separating  the  target  area  from  the 
surrounding  chamber  when  using  the  pulse-gating  technique.  - 
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The  pulse-gating  system  is  shown  to  have  far  superior  system  noise 
figure  characteristics  than  the  CW-nulling  system.  Pulse-gating  has  only  a 
slightly  greater  system  loss  due  to  the  added  complexity  of  the  pulse  modulating 
and  range  gating  components.  The  combined  effect  is  that  the  pulse-gating 
technique  is  capable  of  improving  signal-to-noise,  thus  increasing  the 
reliability  of  making  accurate  RCS  measurements. 


It  is  also  shown  that  the  pulse-gating  system  reduces  the  efect  of 
chamber  clutter  sources.  Supporting  data  in  the  form  of  moderate  resolution  time 
domain  measurements  of  chamber  scattering  sources  is  presented.  Supplemental 
fixed  frequency  target  RCS  measurements  correlate  with  the  time  domain  results. 

For  high  RCS  targets  where  the  target  return  is  the  dominant  chamber  scattering 
mechanism,  the  systems  perform  equally  well.  However,  when  the  target  RCS  is 
of  the  same  order  as  chamber  clutter,  the  CW-nulling  system  yields  distorted 
results  since  it  fails  to  distinguish  between  target  and  clutter  source  return.  , 
In  contrast,  the  pulse-gating  system  eliminates  the  most  significant  clutter 
source  returns  and  produces  more  accurate  RCS  patterns.  / 
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